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Nasal specific IgE correlates to serum specific IgE: First steps towards nasal molecular 

allergy diagnostic

To the Editor,

Up to 40% of the European population suffer from respiratory type I hypersensitivity reactions 

induced by airborne allergens, such as plant pollen, fungal spores or dust mite feces [1]. 

Guidelines for the treatment of AR in children recommend causative treatment, i.e. allergen-

specific immunotherapy (ASIT), as early as possible [2]. Allergy diagnostics is routinely 

performed by skin prick test (SPT) or blood test for the detection of allergen-specific 

immunoglobulin E (sIgE). If specific serum IgE is absent despite a positive history of allergic 

rhinitis, a nasal allergen provocation test is performed to assess local allergic rhinitis (LAR). 

Recent developments in microchip technology enabled the simultaneous detection of specific IgE 

levels against 112 individual allergens using only 30µl of serum. However, SPTs are still often the 

method of choice when diagnosing young children, as children are typically afraid of needles. This 

can lead to improper diagnosis, since SPTs are prone to false-positive results due to the 

unspecified extracts used [3]. The aim of our study was therefore to adopt the Immuno Solid-

phase Allergen Chip (ISAC) for nasal fluid as a non-invasive sampling method, and to validate the 

technology as potential novel allergy test. Our analysis focused on the most relevant aeroallergens, 

i.e. house dust mite (HDM), Betulaceae trees, including birch-, hazel- and alder-, and grass-pollen 

[4].

Blood and nasal fluid samples as previously described [5] were obtained from 2 non-sensitized 

(NS) control subjects and 47 subjects sensitized to aeroallergens such as birch-, hazel-, alder-, 

grass-pollen or house dust mite (HDM). Specific IgE levels were measured in sera and nasal fluid A
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by the ImmunoCAP ISAC 112 according to the manufacturer´s instruction (Thermo Fischer 

Scientific, Uppsala, Sweden).

When correlating IgE against single allergen components, we observed a significant positive 

correlation (n=49; p<0.001) between serum and nasal test (Fig. 1, a), with a median of all 

Spearman correlation coefficients (rs) across the whole panel of 0.77 (IQR 0.75, 0.85). The highest 

correlation coefficient was observed for Der p 2 and Aln g 1 (rs=0.88), followed by Cor a 1 

(rs=0.87) and Bet v 1 (rs=0.85) (Fig. 1, b).

We next determined the global sensitization profile of each subject´s serum and nasal fluid and 

compared the profiles for all subjects (Fig. 1, c). We observed a strong positive correlation 

between serum and nasal sIgE profiles, the median Spearman correlation coefficient was rs=0.75, 

the IQR 0.68, 0.88. The only poor correlations observed were for subjects No 01, 08, 16, 26 and 

46. The highest correlations were observed for subjects with several sensitizations, whereas non-

sensitized subjects showed poorer correlations (see Fig. 1, d for overview over selected subjects.)

Finally, we evaluated the performance of the ISAC tests in serum and nasal fluid in comparison to 

the ImmunoCAP method by assessing cut-off, sensitivity, specificity, likelihood ratios and 

operating characteristics. First, a nasal fluid cut-off threshold was estimated by a receiver 

operating characteristics (ROC) curve using the Youden´s Index. The area under the curve (AUC) 

for nasal fluid (0.93) and serum test (0.97) were found to be comparable (Fig. 2, a). The nasal 

threshold was calculated to be 0.08 ISU-E. The diagnostic capability of sIgE determination for 

birch-pollen (Bet v 1, Bet v 2 and Bet v 4), grass-pollen (Cyn d 1, Phl p 1, Phl p 2, Phl p 5 and Phl 

p 6) and HDM (Der f 1, Der f 2, Der p 1 and Der p 2) was assessed by a two-by-two table (Fig. 2, 

b). Specificity (serum: 0.95, nasal: 0.96) and positive prediction value (serum: 0.96, nasal: 0.97) 

were similar for both methods. The diagnostic sensitivity and negative prediction value of serum 

diagnostic were higher than nasal diagnostic (TPR serum: 0.94 vs. TPR nasal: 0.85; NPV serum: 

0.92 vs. NPV nasal: 0.82). In addition, diagnostic accuracy was determined by calculating 

Likelihood ratios for serum (LR+ 17.83, LR- 0.07) and nasal biosampling (LR+ 24.28, LR- 0.15). 

Further statistical analyses were done to complement the results (Fig. 2, c).

We demonstrate similar specificities of ISAC for serum and nasal fluid tests, whereas the 

sensitivity in the serum test is higher than in the nasal test. A likely explanation for the lower 

sensitivity in our nasal tests is that the manufacturer´s instructions are optimized for the serum 

matrix. Consequently, the experimental setup (e.g. incubation times, fluorescent marker, sampling 

methods) should be improved further to raise sensitivity of nasal fluid diagnostic. Moreover, the A
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threshold for the nasal fluid test, as assessed in the current study, could be set to an even lower 

value (0.08) than recommended for serum by the manufacturer (0.3) without losing specificity. 

Overall, sIgE levels against all tested allergen components were significantly and positively 

correlated between nasal fluid and serum, and the inter-sample correlation was best for sIgE 

against birch- and grass pollen and HDM. Recent studies comparing ISAC tests in serum and 

nasal fluid have shown similar results [6-9], however, these studies compared only tests for single 

allergens, i.e. house dust mite, Japanese cedar, mugwort pollen and fungal spores, instead of a 

whole aeroallergen panel.

To conclude, we present the first study to assess whole patterns of IgE specific to aeroallergens in 

serum and nasal fluid and to systematically evaluate the novel, ISAC-based method in comparison 

to clinical standard diagnostics. Our results could be of high relevance for the future improvement 

of clinical diagnostics, especially in children with allergic airway disease.
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Figure legends

Figure 1: Correlation between nasal and serum sIgE levels. A: Spearman correlation 

coefficients for all tested allergen components. B: Nasal sIgE levels (y-axis) plotted against serum 

sIgE levels (x-axis). Dots indicate study subjects. Fitted lines indicate positive linear correlations 

(Spearman). C: Spearman correlation coefficients per subject over the entire aeroallergen 

sensitization profile, as shown in panel A. D: Serum sIgE profile (x-axis) versus nasal sIgE profile 

(y-axis) shown for selected subjects. Blue dots indicate the 17 allergen-specific IgE tests included 

in the overall analysis. The red line represents the linear regression curve fit (positive Spearman 

correlation).

Figure 2: Receiver operating characteristic (ROC) curve for nasal and serum IgE test, and 

their comparison of ImmunoCAP and ISAC diagnostic. A: The ROC curves are generated by 

plotting nasal (blue) and serum (red) data. “J” indicates the threshold for positive nasal test. B: 

Contingency table for tests in serum and nasal fluid. C: Statistical analysis to verify performance 

of serum and nasal ISAC. Diagnostics via ImmunoCAP served as control.
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1

Nasal specific IgE correlates to serum specific IgE: First steps towards nasal molecular1

allergy diagnostic2

3

Supplementary methods4

Study design and cohort characteristics5

Subjects were asked to give blood and nasal fluid on one single visit that took place after the6

main pollen season (September-October 2018). A total of 50 candidates underwent an initial7

screening procedure to confirm eligibility to the study (ImmunoCAP, Thermo Fisher8

Scientific). Two non-sensitized (NS) control subjects and 47 sensitized subjects were enrolled9

based on clinical history with allergic symptoms now or in the past and in addition have at10

least one of the aeroallergen sensitization.The age was 39 ± 14.7 years (mean ± SD). Serum11

and nasal fluid were obtained once per subject. NS subjects had mean total serum IgE levels12

of 95 kU/L and were non-reactive to aeroallergens such as birch-, hazel-, alder-, grass-pollen13

or HDM in ImmunoCAP. Sensitized subjects had total serum IgE levels (mean ± SD) of14

265.2 ± 472.3 kU/L and elevated specific IgE levels to at least one aeroallergen (Table S1).15

The study was approved by the local ethics committee (internal code: 19/15 S) and conformed16

to the guidelines of Helsinki. Study participants were enrolled after written informed consent.17

18

Serum and nasal fluid biosampling19

Blood and nasal fluid samples were obtained once per subject, at one single visit. 5ml of20

blood was drawn into a serum tube (Sarstedt, Nümbrecht, Germany), coagulated at RT, and21

centrifuged for 10 minutes at 1000 x g. Nasal fluid was obtained essentially as previously22

described [5], with slight modifications. Briefly, a strip of absorbent filter paper23

(LeucosorbTM, Pall GmbH, Dreieich, Germany) was inserted into the outer nasal cavity24

(between vestibulum and limen nasi) and held in place for 90 seconds. The filter paper strip25

was then placed into the insert of a 2 ml Costar® Spin-X® (Corning Inc., Corning, USA).26
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Nasal fluid was extracted by adding 60μl of double-distilled water to the paper strip. Samples27

were collected by spinning it down in a pre-cooled centrifuge. Samples were kept at -80°C28

until processed.29

30

Determination of specific immunoglobulin E31

Specific IgE levels were measured in sera and nasal fluid by the ImmunoCAP ISAC 11232

according to the manufacturer´s instruction (Thermo Fischer Scientific, Uppsala, Sweden).33

Briefly, specific IgE antibodies in the sample bound to recombinant or native allergens34

spotted on the biochip and were detected via fluorescent dye-labeled anti-IgE antibodies.35

Fluorescence intensity was measured by laser scanning LuxscanTM 10k Microarray36

(CapitalBio, Beijing, China) and was converted to ISAC standard units (ISU-E) values by37

MIA and Xplain-Software (Phadia, Uppsala, Sweden).38

39

Statistical data analysis40

Data were entered in MS Excel (Microsoft 2016, Washington, USA). Descriptive and41

statistical data analyses were performed using R (RStudio Inc., Boston, USA). ISU-E values42

were transformed to log data, whereas zero values are set to 0.01. Serum sIgE were correlated43

to nasal sIgE using Spearman correlation. The alpha level of 0.05 was set as statistically44

significant. When necessary, the alpha level of 0.05 was corrected by Bonferroni correction to45

0.003. A receiver operating characteristics (ROC) curve was generated by using Prism 646

(GraphPad Software, California, USA).47

48

Supplementary results49

Serum IgE profiles by extract based ImmunoCAP and molecular component-based ISAC are50

comparable for grass-pollen but differ for HDM and Betulaceae pollen51
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In the initial screening of sera by ImmunoCAP, elevated specific IgE levels were measured52

against hazel- (t4), alder- (t2), birch- (t3), grass-pollen (g6) and HDM (d1) extracts (Fig. S1,53

a). IgE profiles were variable, with reactivity to grass-pollen extract the most prevalent54

(39/49), followed by reactivity to extracts of Betulaceae pollen (24/49) and HDM (24/49).55

More than half of the subjects appeared to be polysensitized (31/49). Reactivity to birch-56

pollen co-occurred with reactivity to hazel- and alder-pollen. There was no subject reactive to57

birch-pollen and HDM without concomitant reactivity to grass-pollen. To compare the58

methods for hazel-, alder-, birch- and grass-pollen as well as HDM, we tested for matches59

between positive ISAC for the major allergen components (Cor a 1, Aln g 1, Bet v 1, Bet v 2,60

Bet v 4, Cyn d 1, Phl p 1, Phl p 2, Phl p 5, Phl p 6, Der p 1, Der p 2, Der f 1 and Der f 2) and61

positive ImmunoCAP for extracts (t4, t2, t3, g1 and d1). We observed that both test methods62

yield identical results for grass-pollen sensitization. For HDM, birch-, hazel- and alder-pollen,63

ImmunoCAP resulted in a higher number of positive tests than ISAC (Fig. S1, b).64

65

IgE levels to homologous allergens within protein families are higher inter-correlated in66

nasal fluid than in serum67

Specific IgE levels against Betulaceae-, grass-pollen and HDM were determined via ISAC68

and IgE profiles within the protein families were compared separately for serum and nasal69

fluid. Allergen components with at least 8/49 positive tests were selected, among them all PR-70

10 family proteins (Ara h 8, Act d 8, Aln g 1, Bet v 1, Cor a 1.0101, Cor a 1.0401, Mal d 1,71

Pru p 1), several grass-pollen allergens (Cyn d 1, Phl p 1, Phl p 2, Phl p 5, Phl p 6) and dust72

mite allergens (Der f 1, Der f 2, Der p 1, Der p 2) (Table S2). IgE reactivity towards the73

single components of each aeroallergen type were positively correlated to each other in nasal74

fluid (Fig. S2, right; p<0.001) and serum (Fig. S2, left; p<0.001). Intra- family Spearman75

correlation coefficients were slightly higher in nasal fluid (PR-10: median 0.92; IQR 0.89,76

0.95; grass: median 0.78; IQR 0.76, 0.83; HDM: median 0.78; IQR 0.77, 0.90) than in serum77
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(PR-10: median: 0.90; IQR 0.86, 0.93; grass: median 0.72; IQR 0.68, 0.72; HDM: median78

0.69; IQR 0.69, 0.91).79

80

Supplementary figure and table legends81

Figure S1: Sensitization profile of the study cohort. A: Venn diagram of sIgE sensitizations82

as measured by serum ImmunoCAP. 50 subjects were initially screened for the study. One83

subject was excluded because the quality control failed. Two out of the remaining 49 subjects84

served as non-sensitized (NS) controls. B: Comparison of sensitization profiles between85

serum ImmunoCAP and ISAC.86

87

Figure S2: Correlation matrix of serum and nasal sIgE. Serum (left) and nasal fluid (right)88

correlation matrix showing the similarity of IgE level patterns between allergens of the PR-1089

family, grasses and HDM. Bar-plots on the diagonals display the distribution of each data.90

***: p<0.001; **: p<0.01; **: p<0.05; Spearman correlation.91

92

Table S1: Characteristics of study subject. Total and specific IgE levels in serum (IU/ml)93

were analyzed by ImmunoCAP. Specific IgE levels, marked in bold, indicate positive94

sensitization (>=0.35 IU/ml) to aeroallergens.95

96

Table S2: Serum and nasal specific IgE levels. Serum and nasal sensitization to97

aeroallergens (Ara h 8, Act d 8, Aln g 1, Bet v 1, Cor a 1.0101, Cor a 1.0401, Mal d 1, Pru p98

1, Cyn d 1, Phl p 1, Phl p 2, Phl p 5, Phl p 6, Der f 1, Der f 2, Der p 1, Der p 2) were99

determined by ISAC 112. Specific IgE levels, marked in bold, indicate positive sensitization100

(serum: >=0.3 ISU-E; nasal: >=0.08 ISU-E) to aeroallergens.101
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