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ABSTRACT 

 Dried blood spot (DBS) sampling, coupled with multiple reaction monitoring mass 

spectrometry (MRM-MS), is a well-established approach for quantifying a wide range of small 

molecule biomarkers and drugs.  This sampling procedure is simpler and less-invasive than 

those required for traditional plasma or serum samples enabling collection by minimally trained 

personal.  Many analytes are stable in the DBS format without refrigeration, which reduces the 

cost and logistical challenges of sample collection in remote locations.  These advantages make 

DBS sample collection desirable for advancing personalized medicine through population-wide 

biomarker screening.  Here we expand this technology by demonstrating the first multiplexed 

method for the quantitation of endogenous proteins in DBS samples.  A panel of 60 abundant 

proteins in human blood was targeted by monitoring proteotypic tryptic peptides and their stable 

isotope-labeled analogues by MRM.  Linear calibration curves were obtained for 40 of the 65 

peptide targets demonstrating multiple proteins can be quantitatively extracted from DBS 

collection cards.  The method was also highly reproducible with a coefficient of variation of 

<15% for all 40 peptides.  Overall, this assay quantified 37 proteins spanning a range of more 

than 4 orders of magnitude in concentration within a single 25 min LC/MRM-MS analysis.  The 

protein abundances of the 33 proteins quantified in matching DBS and whole blood samples 

showed an excellent correlation, with a slope of 0.96 and an R2 value of 0.97.  Furthermore, the 

measured concentrations for 80% of the proteins were stable for at least 10 days when stored at 

-20 C, 4 C and 37 C.  This work represents an important first step in evaluating the 

integration of DBS sampling with highly-multiplexed MRM for quantitation of endogenous 

proteins. 

 

 



3 

 

INTRODUCTION 

 Dried Blood Spot (DBS) samples have many advantages over blood serum or plasma 

and are the preferred clinical sample for newborn screening for metabolic diseases.(1, 2)   

These samples are collected by pricking a newborn’s heel and spotting a drop of blood onto 

specially-designed filter paper collection cards.  Samples are then dried under ambient 

conditions and are usually stored with desiccant at room temperature until analysis.  This 

sampling procedure is simpler and less invasive then intravenous blood draws, which require a 

trained phlebotomist.  Not surprisingly, the majority of adult patients prefer the small lancet used 

in finger-prick blood sampling methods to the larger needles used in intravenous blood 

draws.(3, 4)  Unlike plasma or serum samples, which consume ≥ 250 µL of blood and must be 

centrifuged within an hour of collection, DBS samples can be prepared using a volume of only 

10 μL, and do not require any specialized equipment at the collection site.(5)  The simplicity and 

reduced safety risks associated with DBS sampling enables collection by minimally trained staff 

or by the patients themselves.  In addition, many analytes are stable in the DBS format at room 

temperature, reducing sample transportation and storage costs, as well as the impact on the 

environment.  Finally, DBS samples are safer to transport and are considered exempt from 

dangerous goods regulations.(6, 7)  These advantages make DBS sampling very attractive for 

advancing personalized medicine and population-based biomarker research.(8)  

 Numerous biomolecular targets covering genomics, metabolomics and proteomics 

applications have been quantified in DBS samples using a wide array of analytical 

techniques.(9)  The most common clinical application of DBS sampling is screening newborns 

for metabolomics disorders by targeting small molecule biomarkers.  Early screening programs 

relied on bacterial inhibition assays and later immunoassays, both of which required a different 

assay for each target of interest.(2)  However, the time and cost required to perform each assay 

independently has limited the number of diseases that could be screened nationwide to only a 
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handful.   In addition, a single biomarker often lacked the specificity to produce a definitive 

confident diagnosis, requiring extensive secondary testing.  Hemoglobin is the only protein that 

is currently targeted in DBS samples, and primary screening is accomplished by high-

performance liquid chromatography (HPLC) or isoelectric focusing (IEF) methods.(2)   Similar to 

small molecule screening methods, these approaches are low-throughput and are not 

amendable to multiplexing with additional protein targets.  In newborn screening programs, 

these challenges associated with small molecule analysis were overcome with the introduction 

of multiple reaction monitoring mass spectrometry (MRM-MS) into the clinical laboratories.(1, 

10)  The specificity of MRM enables hundreds of analytes to be monitored during a single 

experiment to facilitate the development of highly-multiplexed assays.  The addition of stable 

isotope-labeled internal standards (SIS) enables the acquisition of highly-reproducible results 

across a variety of instrumentation at different institutions.  It is now common for 20-30 small 

molecule targets including amino acids, fatty acid acylcarnitines, and organic acid acylcarnitines 

to be analyzed by flow injection MRM-MS, at a cost of $10-20 USD per patient sample.(11)  

Expansion of the screening panel to include additional small molecule biomarkers on an existing 

platform may cost less than $1 each.  In addition to newborn screening, DBS sampling 

combined with MS is also gaining acceptance in small molecular drug development.(12, 13)  

Here the collection of smaller blood volumes allows serial sampling from mice reducing the total 

number of animals required to generate pre-clinical toxicology and pharmacokinetic data.(5)  

 Despite the successful use of DBS samples in MS-based experiments for small 

molecule analysis, there have been few reports of using this technology for protein targets.(13)  

Daniel and coworkers reported a screening method for identifying -thalassemia using the well-

known biomarker HbA2, a hemoglobin variant composed of 2 alpha- and 2 delta-globin 

subunits.(14)  Proteins were extracted in an aqueous solution, digested with trypsin in 30 min 

and infused for MRM-MS analysis.  Multiple hemoglobin peptides were targeted to measure the 
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abundance of the delta-globin chain, using peptides from the beta-globin chain as an internal 

standard.  This ratio correlated well with the abundance of intact HbA2 as determined by a well-

established HPLC method.  The shorter acquisition time and the increased specificity of the MS-

based method showed promise for improving population-wide screening.  Boemer et al. used a 

similar flow injection MRM-MS strategy to screen newborns for hemoglobin variants associated 

with sickle cell disease.(15)  They analyzed more than 2,000 DBS samples by targeting tryptic 

peptides that were unique to 4 different beta-globin mutations and compared their results with a 

standard IEF method that measured the intact proteins obtained from corresponding whole 

blood samples.  Their flow injection MRM approach was able to identify the correct phenotype 

for all targeted variants.  Recently, deWilde et al. reported a method for screening newborn DBS 

samples for ceruloplasmin, a protein linked to Wilson’s disease.(16)  Their method combined 

SIS peptides with LC/MRM-MS and produced results similar to those from an immunoassay for 

the analysis of 7 patient samples.  The monitoring of a therapeutic protein in rat blood was 

demonstrated with Kehler et al. in order to evaluate the suitability of this approach for supporting 

pre-clinical trials.(17)  Finally, a multiplexed approach was presented by Sleczka et al. for the 

simultaneous quantitation of 2 therapeutic proteins in spiked DBS samples collected from 

several animal models.(18)         

 In all previous methods, only 1-2 proteins were targeted in DBS samples and therefore 

the true multiplexing capabilities of MRM were not realized.  MRM-based methods using SIS 

peptides have already proven proficient at highly-multiplexed quantitation of proteins in plasma 

and serum samples.(19-21)  This work here demonstrates the potential for integrating DBS 

sampling with LC/MRM-MS for highly-multiplexed quantitation of endogenous proteins.  Many of 

the 60 proteins that we have targeted have been cleared or approved by FDA, and are already 

being analyzed one at a time in clinical laboratories.  The assay developed in this study includes 

a highly-reproducible method for extracting multiple proteins from DBS samples followed by 



6 

 

trypsin digestion and surrogate peptides, along with their SIS analogs, were analyzed by a 

standard-flow LC/MRM-MS platform which has previously been shown to give accurate, 

sensitive and robust analysis of proteotypic peptides in human plasma.(21, 22)  The quantitative 

results from whole blood and the corresponding DBS samples were compared, and the integrity 

of DBS samples stored under various temperatures has been evaluated.  

 

EXPERIMENTAL 

Selection of Proteins and Peptides:  The target panel was composed of 60 high-abundance 

blood proteins, including subunits and fragments of the same protein, as listed in Supplemental 

Table S-1.  As noted in our table, 29 of these proteins are already FDA-approved or FDA-

cleared analytes in human plasma or serum, and tests for their plasma concentrations are 

already currently available in clinical laboratories, primarily as immunoassays.(23)  We have 

previously described our procedure for selecting surrogate peptides for targeted proteins in 

MRM-based experiments.(24, 25)  Briefly, publicly accessible databases (Peptide Atlas and the 

Global Proteome Machine) are used to select tryptic peptides that are unique for each protein 

within the human proteome.  These peptides are ranked based on the frequency of their 

observation in MS/MS experiments, lack of easily-modified amino acid residues (i.e., 

methionine, cysteine), suitability for SIS peptide synthesis (moderate hydrophobicity) and ease 

of MS/MS analysis (doubly- and triply-charged precursor ions between m/z 300-1400).  We 

have successfully used many of these same peptide targets to quantify proteins in plasma 

samples.(21, 24)  In our DBS experiments, 60 proteins were represented by 65 peptides with 

two peptides each for alpha-2-HS-glycoprotein, alpha-2-macroglobulin, and complement 

component C9, and three peptides for transferrin.  
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Synthesis and Optimization of Peptide Standards:  The SIS peptides were synthesized in-

house (Prelude, Protein Technologies, Tuscan, AZ) using standard Fmoc (N-(9-

fluorenyl)methoxycarbonyl) chemistry, as described previously.(24)  All SIS peptides contained 

a heavy isotope form of an arginine ([13C6] or [13C6, 
15N4]) or lysine ([13C6] or [13C6, 

15N2]) amino 

acid residue (Cambridge Isotope Laboratories, Andover, MA) at the C-terminus.  The crude 

peptide material was subjected to reversed-phase HPLC separation (Ultimate 3000, Dionex, 

Idstein, Germany) and fractions containing >80% purity by MALDI-TOF-MS analysis were 

combined.  The absolute concentration of each purified SIS peptide was then determined by 

amino acid analysis and capillary zone electrophoresis.  To maximize the sensitivity of the 

assay, the most abundant MRM transitions for each SIS peptide were determined by flow 

injection analysis on the Agilent 6490 triple quadrupole mass spectrometer with the standard-

flow ESI (Jet-Stream) source, as previously described.(21)  The same optimized MRM 

parameters were applied to the corresponding natural peptides in the LC/MRM-MS experiments 

because they exhibit identical electrospray and fragmentation behavior as the endogenous 

species.        

 

DBS Sample Preparation:  A pooled sample of whole human blood from 5 healthy males and 5 

healthy females was purchased from a commercial vendor (Bioreclamation, Westbury, NY, 

USA).  Individual donors were not prescribed fasting and intravenous blood was collected in K2-

EDTA coated tubes (367863, Vacutainer Plus, BD Biosciences).  The blood was shipped and 

stored cool (~4 ⁰C) prior to use within 1 week.  Blood spots of 15 µL volume were made on filter 

paper (903 Protein Saver Card, Whatman) using an electronic pipette (Proline 100 uL, BioHit).  

The DBS collection cards were bent so that the back of the card was not in contact with any 

surface to prevent loss of blood that soaked through the filter paper.  All spotting was performed 

in a biosafety hood (class II, type A, Labconco) and cards were allowed to dry for 4 hours.  The 
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dried cards were then stored in polyethylene plastic bags with a packet of desiccant (61161-

319, sponge humidity indicating, VWR) and a humidity indicator card (VWR International, part 

4HIC100).  Before removing the DBS samples from the hermetically-sealed storage bags, the 

humidity indicator card was checked to confirm that humidity was less than 10%.   

We previously evaluated the effect of 14 different combinations of heat, solvent, 

chaotropic agents, and surfactants in a quantitative study of their effectiveness in digesting 45 of 

the 60 blood proteins targeted in this DBS method.(26)  In this work, we adapted the most 

successful digestion conditions (1% sodium deoxycholate in an aqueous solution at 37°C) to 

also allow for protein extraction from the DBS collection card as follows:  Samples were 

prepared using the entire DBS by excising the 1 cm circle marked on the DBS collection card 

which was then folded to fit in a 1.5 mL polypropylene vial.  Proteins were simultaneously 

extracted, denatured, and reduced in a 1 mL solution of 25 mM ammonium bicarbonate, 1% 

sodium deoxycholate, and 5 mM Tris(2-carboxyethyl)phosphine hydrochloride (Thermo 

Scientific) at 60 ⁰C while vortexing at 1000 rpm (Thermomixer, Eppendorpf) for one hour.  An 

aliquot of the protein extract was then transferred to a new vial and sequentially alkylated with 

10 mM iodoacetamide and quenched with 10 mM dithiothreitol for 30 min each at 37 ⁰C.  TPCK-

treated trypsin (Worthington Biochemical Corporation, Lakewood, NJ, USA) was combined at a 

concentration of 3.5 µg trypsin per 1 µL of the original blood sample and the digestion was 

allowed to continue for 16 hours at 37 ⁰C.  Note, DBS samples for the stability experiments were 

prepared with an alternative trypsin reagent (sequencing grade, Promega, Madison, WI, USA).  

SIS peptides were spiked in at approximately the same concentrations as the endogenous 

peptides (as determined from a prior LC/MRM-MS analysis of a non-matched plasma sample).  

The sodium deoxycholate was precipitated by the addition of 2% formic acid and pelleted by 

centrifugation at 4000 xg for 20 min.  Samples were desalted by solid-phase extraction (2 mg 

Oasis HLB µElution plate, Waters, Milford, MA) using the manufacturer’s recommended 
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procedure for peptides, and lyophilized overnight (SuperModulyo, Thermo Scientific, Waltham, 

MA, USA).  Prior to LC/MRM-MS analysis, samples were rehydrated with 0.1% formic acid in 

water for a 93-fold dilution with respect to the original blood sample. 

 Samples for calibration curves were generated by serial dilution of whole blood with an 

isotonic saline solution (0.9% sodium chloride, w/v) prior to spotting onto DBS collection cards.  

A total of 8 concentration levels spanned a 610-fold range of concentrations, and 3 different 

DBS samples were processed in parallel for replicates at each concentration level.  As the blood 

was diluted, the lower viscosity led to an increase in the final spot size on the collection card; 

however, the entire DBS remained within the 1 cm circle that was removed for analysis.  

Samples from all concentration levels were spiked with the same amount of concentration-

balanced SIS peptides during sample preparation.   

 

LC/MRM-MS Analysis:  Peptides were separated using an Agilent 1290 Infinity UHPLC system 

with a reversed-phase column (Zorbax Eclipse Plus Rapid Resolution HD, 2.1 x 150 mm, 1.8 

µm C18 particles, Agilent) heated to 50 C.  Mobile phase A was 0.1% formic acid in water, and 

mobile phase B was 0.1% formic acid in 90% acetonitrile (LC-MS Chromasolv, Sigma-Aldrich, 

St. Louis, MO, USA).  Partial-loop LC injections of 10 µL corresponded to 107 nL of the original 

whole blood sample.  The flow rate was 0.4 mL/min and the mobile phase gradient was 

composed of linear steps between the following points (time, %B):  0 min, 3%; 0.1 min, 10%; 20 

min, 20%; 25 min, 40%; 26 min, 90%; 29 min, 90%; 30 min, 3%; 35 min, 3%.  Peptides were 

then detected on an Agilent 6490 QQQ mass spectrometer using the following parameters:  

positive ion mode, 3.5 kV capillary voltage, cone voltage 300 V, drying gas flow rate 15 L/min at 

250 C, nebulizer gas pressure 30 PSI at 250 C, and Q1 and Q3 set to unit resolution.  After 

screening the transitions for chemical interference (see MRM Transition Screening), the top 3 

interference-free transitions for the natural and SIS forms of the 65 targeted peptides were 
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monitored, giving a total of 390 monitored transitions.  The monitoring of each transition was 

constrained within 1.5 min windows, thus producing a maximum of 60 concurrent transitions.  

With the total cycle time set to 700 ms, the minimum and maximum dwell times were between 

10 ms and 115 ms.       

 

MRM Transition Screening:  The 5 most abundant optimized MRM transitions for each peptide 

were screened for chemical interference by LC/MRM-MS analysis by monitoring the SIS peptide 

in buffer, the SIS peptide in digested blood, and the natural peptide in digested blood.  The 

relative intensities for multiple fragments of the same peptide should remain constant for the 

three conditions listed.  Significant changes in the relative intensities indicate the presence of an 

interfering chemical species.  In this study, targeted peptides were considered to have passed 

this interference screening test if the coefficient of variance (CV) of the relative abundances of 

multiple transitions per peptide was <25% for at least 3 transitions per peptide.   

 

Data Analysis:  Data was analyzed using MassHunter Quantitative and Qualitative Analysis 

software (version B.04.00, Agilent).  Following MRM transition screening, the most abundant 

transition was used for quantitation while the remaining two transitions served as “qualifiers” to 

ensure the correct selection of the natural and SIS peptides.  All extracted ion chromatograms 

were manually inspected to ensure correct peak selection and integration by the software.  For 

a concentration level to be included in the calibration curve, the average accuracy of the data 

points must have been between 80-120% using weighted linear regression (1/x2), with a CV of 

<20% for the three replicates.  

  

RESULTS AND DISCUSSION 
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Sample Preparation:  DBS sampling is most commonly employed in clinical laboratories to 

screen newborns for errors in metabolism by targeting small molecule analytes.(2)  Samples are 

prepared by spotting a small drop of blood directly onto the DBS collection card and only a 

portion of the DBS is removed for analysis, using a hole punch.  Ideally, the volume of the blood 

transferred into the assay is defined by the diameter of the punch and therefore does not require 

precise measurement of the volume of blood that is spotted.  There are several variables, 

however, that may influence how uniformly blood and analytes spread across the filter paper.  

These include the hematocrit values, blood spot volume, and chromatographic effects.  There 

are conflicting reports in the literature as to whether or not these three variables significantly 

affect the precision of the analytical result.(12, 27)  In newborn screening clinics, there is often 

no correction made for these variables and Lehotay et al. recently estimated that the error 

associated with the use of DBS samples is ± 30%.(28)  For applications requiring higher 

precision, numerous small molecule studies have shown that these variables can be controlled 

to provide a measurement CV <15%.(12)  In our initial study of extracting and quantifying 

multiple proteins from DBS samples, we chose to reduce the number of variables that must be 

controlled in the sample preparation by spotting precise volumes of blood and removing the 

entire blood spot for analysis.  We also selected the Whatman 903 DBS collection card 

(formerly the Schleicher and Schuell 903 card) because the properties of this card -- including 

homogenous composition, uniform thickness, purity, and absorbency -- have been rigorously 

characterized through years of use in many nation-wide newborn screening programs.(13)      

 

Proteins Observed in DBS Samples:    The specificity of an MRM assay results from its ability 

to isolate a component by the combination of three molecular attributes (LC retention time, Q1 

m/z, and Q3 m/z).  Due to the complexity of digested blood, even these stringent criteria may 

not be sufficient to resolve all targeted peptides from other chemical species in the sample 
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matrix.  Therefore MRM transitions for each peptide were screened to both confirm the 

presence of the endogenous peptide in the sample and to identify transitions that contain 

significant chemical interference.  Only natural peptides with at least 3 interference-free 

transitions were considered to be “observed” in the sample.  Using this criterion, 44 of the 65 

targeted peptides, representing 41 proteins, were observed in the DBS sample.  A list of the 

observed peptides along with their interference-free MRM transitions is provided in 

Supplemental Table S-2.  Unless otherwise stated, all DBS samples presented in this report 

were spotted at the same time with the same original blood sample.  Figure 1 shows extracted 

ion chromatograms for the 44 observed peptide targets with the natural peptides shown in blue 

and the SIS peptides shown in red.  Although MRM data was acquired for all 3 interference-free 

transitions per peptide, only the most abundant transition is shown in the figure for clarity.  The 

inset for Figure 1 shows the 3 natural and SIS transitions monitored for a tryptic peptide from 

alpha-2-HS-glycoprotein, as an example.   

 

DBS Protein Quantitation:   The overall precision of the assay depends on the reproducibility 

of both the sample preparation and the method of analysis.  When compared with plasma or 

serum samples, DBS sample preparation contains two additional steps which have the potential 

to increase the variability.  These steps are the spotting of blood onto the DBS collection card 

and later the extraction of the analytes.  Both steps in the procedure must be well-controlled to 

achieve the precision required for a clinical assay.  The precision of this assay was determined 

by the LC/MRM-MS analysis of eight DBS samples prepared from the same stock of blood.  

Figure 2 shows that the measured concentration for all 44 targets had CVs of <15%, with an 

average CV of 6.4%.  These results show that multiple proteins can be extracted from the same 

DBS sample and analyzed with the high reproducibility required for protein quantitation.  In 

addition, the precision of the LC retention times is directly related to the width of the required 
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MRM transition windows and therefore the total number of transitions that can be monitored in 

the assay.  The average CV for the LC retention times for the 44 peptides was 0.14%.  In this 

experiment, the MRM transition windows could have been reduced by a factor of at least 2 

enabling the expansion of the assay to monitor additional peptides.  This excellent retention-

time stability is in good agreement with our previous evaluation of standard-flow UHPLC for 

multiplexed MRM, where the average retention time CV for 85 replicate samples was less than 

0.2%.(21)       

 The linear dynamic range (LDR) was evaluated by serially dilution of the whole blood 

prior to spotting on a DBS collection card, and spiking in a constant amount of concentration-

balanced SIS peptides following protein digestion.  Three DBS samples for each concentration 

level were prepared to account for any variation in blood spotting and protein extraction from the 

DBS collection card, particularly at the lower concentration levels.  These samples were 

analyzed in the order of increasing concentration with one blank injection between different 

sample concentrations.  Figure 3 shows that the calibration curve for alpha-1-anti-trypsin, using 

the target peptide LSITGTYDLK, was linear across the entire 610-fold range with an R2 value of 

0.986.  Furthermore, the CV was <15% for the 3 replicate DBS samples prepared and analyzed 

for each concentration level.  This linear response demonstrates that the protein recovery 

efficiency and the protein digestion efficiency for the targeted peptide is constant, enabling 

precise relative protein quantitation.  Overall, a linear response was observed for 40 of the 44 

observed peptides with an average R2 value of 0.981.  The LDR was greater than 10-fold for 27 

peptides which represent promising targets for developing a clinical MRM assay.  While many 

biomarker proteins change by less than 10-fold when comparing disease and healthy 

populations, it may be necessary to extend the linear dynamic range for some of these targeted 

proteins by further improvements to the sample preparation procedure.    
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 Absolute protein concentration in the DBS samples was calculated using the equation 

derived from each peptide calibration curve, the known SIS peptide concentration, and the 

processed protein molecule weight (excluding the signalling peptide).  Figure 4 shows the 37 

proteins quantified in DBS samples listed in descending order of observed concentration.  The 

overall concentration range of the proteins in this assay spanned more than 4 orders of 

magnitude with albumin at 76 mg/mL and apolipoprotein C-I at 5.9 µg/mL.  For proteins 

represented by multiple peptides (alpha-2-HS-glycoprotein and transferrin), the protein 

concentration reported in Figure 4 was calculated using the most abundant peptide, which likely 

corresponds to a portion of the protein that was the most completely digested.  Alpha-2-HS-

glycoprotein was represented by 2 peptides, both providing a similar observed protein 

concentration (APHGPGLIYR 188 µg/mL and HTLNQIDEVK 142 µg/mL).  Conversely, the 

measured concentration of transferrin ranged over 13-fold using 3 representative peptides 

(EDPQTFYYAVAVVK 5.1 mg/mL, EGYYGYTGAFR 0.93 mg/mL and HSTIFENLANK 0.38 

mg/mL).  It is well-known that the trypsin digestion efficiency for a given sample preparation 

protocol is not 100% for all proteins.(26, 29)  As a result, significant discrepancies have been 

reported for protein concentrations determined using multiple peptides from the same 

protein.(21)   

 We estimated the accuracy of our DBS MRM assay by comparing our measured protein 

concentration values with established immunoassays.  For this comparison, we focused on the 

11 FDA approved or cleared protein diagnostic targets with readily available clinical reference 

ranges from LabCorp that were also quantified by our DBS MRM assay. (23, 30)  As shown in 

Figure 5, 4 proteins were within the normal reference range (alpha-1-anti-trypsin, alpha-2-

macroglobulin, ceruloplasmin, and complement C4 beta chain).  The protein with the largest 

deviation was alpha-1-acid glycoprotein 1 which was observed at a concentration 22-fold below 

the lower reference range.  This substantial decrease was expected as glycoproteins are known 
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to be resistant to enzymatic digestion and we previously observed this trend for this particular 

protein in multiple MRM studies using these digestion conditions.(21, 26).  Of the 6 remaining 

proteins outside the reference ranges, apolipoprotein A-I, complement C1 inactivator, 

complement C4 gamma chain, and haptoglobin were below the lower reference limit by less 

than 3-fold and both Complement C3 and transferrin were observed at an elevated protein 

concentration within 3-fold higher than the upper reference limit.  Lower protein concentration 

values may be caused by incomplete digestion and elevated values could be a result of 

unknown protein isoforms or post-translational modifications.  For a further comparison, 

ceruloplasmin had previously been quantified in DBS samples from 7 healthy donors resulting in 

a range of protein concentrations from 63-180 µg/mL by single-plex LC/MRM-MS and 100-300 

µg/mL by immunoassay.(16)  Although we monitored a different tryptic peptide in our LC/MRM-

MS experiments, our calculated ceruloplasmin concentration of 174 µg/mL was similar to the 

concentrations found in both the previous MRM-based method and the immunoassay.  We must 

remind the reader that a single pooled sample from 10 healthy donors was used to evaluate the 

analytical metrics of our assay and therefore the comparison of measured protein 

concentrations to population reference values is only considered to be an estimate.     

Ultimately, the value of a clinical assay depends on its ability to distinguish between 

healthy and diseased patients and this may be accomplished by precise quantitation of the 

endogenous peptide, relative to the concentration of the internal standard for each analyte.  

Therefore, the completeness of the enzymatic digestion is not as important as its robustness 

and reproducibility.  We have previously demonstrated that consistent trypsin digestion 

efficiencies can be achieved across multiple clinical samples in our analysis of 90 

cardiovascular disease patient plasma samples by MRM.(21)  Furthermore, other studies have 

found that MRM-based quantitation correlated well with immunoassays for several proteins 

under investigation.(31)  In this work, we have already demonstrated that this DBS assay meets 
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the first requirement as all quantified peptides were measured with high precision (CVs <15%).  

Future studies will be required to validate these protein assays on a suitable cohort of patient 

samples before its clinical value can be directly accessed.                  

 

Comparison of DBS and WB Samples:  Matching samples of whole blood (WB) were 

processed in parallel with all of the DBS experiments described above, with the only exception 

being that the 15 µL of the original blood sample was not spotted on the DBS collection card but 

rather directly added to the protein extraction buffer.  After protein extraction, an aliquot of the 

WB sample was centrifuged at 600 x g for 10 min and the absence of the pelleted red blood 

cells indicated that the combination of elevated temperature, denaturing reagents, and vortexing 

for 1 hour was sufficient to lyse these cells prior to digestion.  All MRM transitions were 

screened for chemical interference using the same procedure applied to DBS samples (see 

MRM Transition Screening).   

 Of the 46 peptides observed in the WB sample, 42 were also observed in the DBS 

samples and the top 3 interference-free MRM transitions for each peptide were exactly the 

same for both sample formats.  This clearly demonstrates that the presence of the filter paper 

did not add considerable chemical interference to the sample matrix.  Alpha-1-acid glycoprotein 

1 and fibronectin were exclusive to the DBS sample, while apolipoprotein B-100, heparin 

cofactor II, kiniogen-1 and plasminogen were only observed in the WB sample.  An analysis of 

eight individually prepared WB samples resulted in an average CV of 7.3% for the 46 observed 

peptide targets, which was similar to the 6.4% observed for the 44 peptide targets in the DBS 

samples.  This confirms that the added steps involved in spotting the sample onto DBS 

collection cards and later extracting the proteins did not increase the variation in the 

measurement.  Linear calibration curves were obtained for 39 peptides in the whole blood 
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samples which compares well with the 40 peptides that had a linear response in the DBS 

samples.         

 A total of 33 proteins were quantified in both DBS and WB samples and Figure 6 shows 

that the measured protein concentration in both samples correlated well with a slope of 0.96 and 

an R2 value of 0.97.  This suggests that highly efficient protein recovery from the DBS collection 

cards was achieved.  Minor differences between the observed protein concentration in DBS and 

WB samples may have occurred during the drying of the DBS samples.  For example, active 

proteases in the sample may have cleaved our targeted peptides before the samples dried.  

While untreated DBS collection cards were used in these experiments, chemically-treated DBS 

cards are available to inactivate endogenous enzymes; however, we have not yet determined 

their compatibility with MS detection in terms of ionization suppression and chemical 

interference.    

 

Protein Stability in DBS Samples:  It is important to determine adequate storage conditions 

for DBS samples to preserve the integrity of the measured analytes.  In our bottom-up approach 

to quantifying proteins, we are primarily interested in the stability of targeted peptides that serve 

as surrogates for the proteins and not the intact proteins themselves.  We therefore selected 

peptide targets that lack easily-modifiable amino acid residues, such as methionine which may 

readily undergo oxidation, in order to improve sample stability.  Bowen and coworkers recently 

monitored the environmental conditions for DBS samples transported without refrigeration on 

international air cargo shipments.(32)  Their work demonstrated that samples commonly 

encounter temperatures between 0 C and 30 C and recommended that future method 

validation cover -20C to 40C.  We evaluated the DBS samples stored at -20 C, 4 C and 37 

C for 5 and 10 days, which are two likely time periods required to send samples to a central 

processing location.   
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 A fresh blood sample was used in this experiment, so a DBS sample was prepared and 

all MRM transitions were subjected to the same screening for chemical interference as 

described for the previous DBS sample.  Of the 40 peptides quantified in the previous DBS 

sample, 38 were peptides also observed in these new DBS samples and the most abundant 

validated MRM transition, used for quantitation, was the same for each peptide.  Chemical 

interference in this new sample most likely prevented the two remaining peptides, 

corresponding to tryptic fragments from alpha-1-antichymotrypsin and fibronectin, from being 

observed.  An additional 27 DBS samples were spotted at the same time and were evenly 

divided among the following storage temperatures:  -20 C, 4 C and 37 C.  Three replicate 

DBS samples from each group were processed after 1, 5, and 10 days of storage.  Since the 

DBS samples were spiked with SIS peptides following digestion, any change in the protein 

recovery or degradation of the target peptide during storage would be clearly observed in the 

natural:SIS concentration ratios.  The “target stability” was calculated by averaging the 

concentration from the three replicates from day 5 or day 10, normalized to the values obtained 

on day 1.  Peptides were considered stable if their concentration after storage was within 20% 

of their original measured value. 

All 38 peptides were observed in DBS samples after storage for 5 and 10 days at all 

temperatures investigated.  The complete dataset is provided in Supplemental Table S-4 and is 

summarized in the histograms in Figure 7.  After 5 days of storage (Figure 7A), only 3 peptides 

were observed outside the desired 80-120% range.  The concentration of alpha-2-macroglobulin 

(LLIYAVLPTGDVIGDSAK) increased by 37%, 46%, and 28% after storage at -20 C, 4 C and 

37 C.  Likewise, alpha-1-glycoprotein increased by 35% at 37 C storage and ceruloplasmin 

increased by 27% at 4 C storage.  An increase in the observed protein concentration could be 

caused by additional protein denaturation leading to improved tryptic digestion efficiency for the 

target peptide.  Figure 7B shows that the results obtained after 10 days of storage were similar 
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to those after 5 days.  A few peptides are now also observed at concentrations slightly less than 

80% of the original concentration.  For example, the concentration of complement component 

C9 decreased by 23% and 21% when stored at 4 C and 37 C.  The lower concentrations may 

be due to reduced protein recovery from the DBS collection card or decomposition of the target 

peptide.   

 At all temperatures alpha-2-macroglobulin was observed at elevated levels after 5 days 

of storage, but was within the targeted 80-120% range after 10 days of storage.  The initial 

signal increase may be due to improved protein denaturation, and therefore digestion efficiency, 

after short-term storage followed a decrease in signal caused by degradation of the target 

peptide at longer time intervals.  This illustrates the complexity of the multiple degradation 

pathways that might affect the targeted protein and peptide of interest.   Monitoring multiple 

peptides per protein may help to determine whether the decrease in signal is occurring at the 

protein or peptide level.  In these stability experiments, transferrin was targeted by three 

peptides and after 10 days of storage at 4 C, EGYYGYTGAFR was observed to decrease by 

23%, while HSTIFENLANK increased by 31%.  Thus the decrease in EGYYGYTGAFR is 

peptide-specific and not related to the recovery of transferrin from the DBS collection card.  

Overall, sample degradation was minimal during storage for 5 and 10 days, and stability was 

largely independent of storage temperature between -20 C and 37 C.  We are planning future 

experiments to monitor the long-term stability of the targeted peptides by re-analyzing the DBS 

samples after months or possibly years of storage.  If necessary, the chemically-treated DBS 

cards mentioned earlier will be evaluated for extending the long-term stability of analytes.       

 

CONCLUSION 

 The multiplexed quantitation of DBS samples by MS-based methods is an established 

strategy for population-wide screening for small molecules, and is built on decades of method 
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refinement.  Here, we have presented the first evaluation of DBS sampling for highly-

multiplexed MRM-based protein quantitation of endogenous proteins.  The standard-flow 

LC/MRM-MS approach provided robust, high-throughput analysis and offers the ability to rapidly 

expand the target panel.  Sample preparation was highly reproducible resulting in high precision 

measurements of protein concentration that rival those from traditional plasma or serum 

samples.  The majority of the targeted proteins were able to be quantified in DBS samples and 

exhibited excellent stability over 5-10 days of storage, even at elevated temperatures.  These 

results demonstrate successful MRM-based quantitation of endogenous proteins in DBS 

samples; however, many steps remain in evaluating the suitability of this technology for clinical 

applications.  The influence of several variables in the blood spotting process (hematocrit, 

spotting volume, and chromatographic effects) on the precision and accuracy should be 

determined for each protein in a real-world clinical environment.  In addition, larger population 

sampling and the direct analysis of samples with established methods (e.g. immunoassays) 

would allow for further assessment of the accuracy of measured protein concentrations.  

Ultimately, the results of this initial investigation indicate considerable promise for highly-

multiplexed, MRM-based protein quantitation in DBS samples and warrant the continued 

development required for large-scale clinical applications. 
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FIGURE LEGENDS 

Figure 1.  Extracted ion chromatograms for the 44 observed peptide targets in digested DBS 

samples with the natural peptides shown in blue and the SIS peptides shown in red.  The 

relative intensity of a natural peptide (LVNEVTEFAK) from albumin, seen at a retention time of 

14 min, has been reduced by a factor of 10.  The insert shows the 3 transition pairs monitored 

for a tryptic peptide from alpha-2-HS-glycoprotein. 

 

Figure 2.  The precision of the measured concentration of 44 peptides generated from proteins 

extracted from replicate DBS samples and analyzed by LC/MRM-MS (n=8). 

 

Figure 3.  Calibration curve for alpha-1-anti-trypsin (target peptide LSITGTYDLK) generated by 

serial dilution of blood prior to spotting 3 different DBS samples per concentration level.   

 

Figure 4.  Observed concentrations for the 37 proteins quantified in DBS samples listed in 

descending order of abundance. 

 

Figure 5.  Agreement between protein concentrations measured in DBS samples by MRM (red 

diamonds) with clinical reference ranges from established immunoassays (black squares) for 11 

FDA approved or cleared protein diagnostic targets:  1) alpha-1-acid glycoprotein 1, 2) alpha-1-

anti-trypsin, 3) alpha-2-macroglobulin, 4) apolipoprotein A-I, 5) ceruloplasmin, 6) Complement 

C1 inactivator, 7) complement C3, 8) complement C4 beta chain, 9) complement C4 gamma 

chain, 10) haptoglobin, 11) transferrin.    

 

Figure 6.  Comparison of measured concentration for 33 proteins in matching DBS and WB 

samples.   
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Figure 7.  Stability of 38 targeted peptides in digested DBS samples after storage at various 

temperatures for 5 days (A) and 10 Days (B).  The abundance of each peptide is normalized to 

day 1.   
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SUPPLEMENTAL INFORMATION

Table S-1. The list of 60 proteins (65 peptides) targeted in dried blood spot and whole blood samples.

Protein
UniProt

Accession
#

FDA -
Approved

or
Cleared*

Peptide Clinical Relevance**

Adiponectin Q15848 IFYNQQNHYDGSTGK

Afamin P43652 DADPDTFFAK

Albumin, serum P02768 Y LVNEVTEFAK nutritional status, blood oncotic pressure, renal disease

Aldolase C P09972 TPSALAILENANVLAR

Alpha-1-acid glycoprotein 1 P02763 Y NWGLSVYADKPETTK inflammation, malignant neoplasms

Alpha-1-antichymotrypsin P01011 EIGELYLPK

Alpha-1-anti-trypsin P01009 Y LSITGTYDLK lung and liver disease, inflammation

Alpha-1B-glycoprotein P04217 LETPDFQLFK

Alpha-2-antiplasmin P08697 Y LGNQEPGGQTALK fibrinolysis

Alpha-2-HS-glycoprotein P02765 Y APHGPGLIYR

Alpha-2-HS-glycoprotein P02765 Y HTLNQIDEVK

Alpha-2-macroglobulin P01023 Y LLIYAVLPTGDVIGDSAK nephrotic syndrome, postrenal hematuria

Alpha-2-macroglobulin P01023 Y TEHPFTVEEFVLPK nephrotic syndrome, postrenal hematuria

Angiotensinogen P01019 ALQDQLVLVAAK

Antithrombin-III P01008 Y DDLYVSDAFHK congenital AT deficiency

Apolipoprotein A-I P02647 Y ATEHLSTLSEK coronary artery disease

Apolipoprotein A-II P02652 SPELQAEAK

Apolipoprotein A-IV P06727 SLAPYAQDTQEK

Apolipoprotein B-100 P04114 Y FPEVDVLTK coronary atherosclerosis

Apolipoprotein C-I P02654 TPDVSSALDK

Apolipoprotein C-III P02656 GWVTDGFSSLK

Apolipoprotein E P02649 LGPLVEQGR

Aspartate aminotransferase P00505 FVTVQTISGTGALR



2

Beta-2-glycoprotein 1 P02749 ATVVYQGER

Ceruloplasmin P00450 Y EYTDASFTNR Wilson's disease, liver disease

Clusterin P10909 ELDESLQVAER

Coagulation factor XIII A chain P00488 Y STVLTIPEIIIK inherited and acquired  factor XIII deficiency

Coagulation factor XIIa heavy chain P00748 VVGGLVALR

Complement component C9 P02748 LSPIYNLVPVK

Complement component C9 P02748 TEHYEEQIEAFK

Complement factor B P00751 EELLPAQDIK

Complement factor H P08603 SPDVINGSPISQK

Complement C1 inactivator P05155 Y LLDSLPSDTR hereditary angioneurotic edema

Complement C3 P01024 Y TGLQEVEVK immunologic diseases including lupus erythematosus,
chronic active hepatitis

Complement C4 beta chain P0C0L4 Y VGDTLNLNLR immunologic diseases including lupus erythematosus, serum
sickness

Complement C4 gamma chain P0C0L4 Y ITQVLHFTK immunologic diseases including lupus erythematosus, serum
sickness

C-reactive protein P02741 Y ESDTSYVSLK cardiovascular and peripheral vascular disease

Creatine kinase B-type P12277 Y LAVEALSSLDGDLAGR acute myocardial infarction

Fibrinogen alpha chain P02671 Y GSESGIFTNTK fibrinogen deficiency, diagnosis of disseminated
intravascular coagulation

Fibrinogen beta chain P02675 Y QGFGNVATNTDGK fibrinogen deficiency, diagnosis of disseminated
intravascular coagulation

Fibrinogen gamma chain P02679 Y YEASILTHDSSIR fibrinogen deficiency, diagnosis of disseminated
intravascular coagulation

Fibrinopeptide A P02671 Y ADSGEGDFLAEGGGVR fibrinogen deficiency, diagnosis of disseminated
intravascular coagulation

Fibronectin P02751 VPGTSTSATLTGLTR

Gelsolin, isoform 1 P06396 TGAQELLR

Glial fibrillary acidic protein P14136 HLQEYQDLLNVK

Haptoglobin P00738 Y VGYVSGWGR hemolytic states including megaloblastic anemias and
inflammatory disorders

Hemopexin P02790 Y NFPSPVDAAFR

Heparin cofactor II P05546 TLEAQLTPR
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Histidine-rich glycoprotein P04196 DGYLFQLLR

Inter-alpha-trypsin inhibitor heavy
chain H1

P19827 AAISGENAGLVR

Kininogen-1 P01042 TVGSDTFYSFK

L-selectin P14151 AEIEYLEK

Plasma retinol-binding protein P02753 YWGVASFLQK

Plasminogen P00747 Y LFLEPTR thrombotic risk

Prothrombin P00734 ETAASLLQAGYK

Serum amyloid P-component P02743 VGEYSLYIGR

Transferrin P02787 Y EDPQTFYYAVAVVK iron deficiency anemia

Transferrin P02787 Y EGYYGYTGAFR iron deficiency anemia

Transferrin P02787 Y HSTIFENLANK iron deficiency anemia

Transthyretin P02766 AADDTWEPFASGK

Tropomyosin alpha-1 chain P09493 LVIIESDLER

Vitamin D-binding protein P02774 THLPEVFLSK

Vitronectin P04004 FEDGVLDPDYPR

von Willebrand factor P04275 Y ILAGPAGDSNVVK von Willebrand disease

Zinc-alpha-2-glycoprotein P25311 EIPAWVPFDPAAQITK

*  N. Leigh Anderson "The Clinical Plasma Proteome: A Survey of Clinical Assays for Proteins in Plasma and Serum" Clin. Chem. 2010, 56, 177-

185.

** https://www.labcorp.com/wps/portal/provider/testmenu



4

Table S-2. Proteins observed in matching DBS and WB samples.  The optimized and validated MRM transitions for each peptide are listed in

decreasing order of abundance.

Protein
UniProt

Accession
#

Peptide

Peptide
Observed in
DBS or WB

Samples

Precursor
Charge
State

Q1
(m/z)

Q3
(m/z)

Fragment
Ion

Collision
Energy

(V)

Afamin P43652 DADPDTFFAK Both 2 563.8 825.4 y7 13

2 563.8 302.1 b3 9

2 563.8 413.2 y7
2+ 13

Albumin, serum P02768 LVNEVTEFAK Both 2 575.3 937.5 y8 17

2 575.3 595.3 y5 21

2 575.3 469.2 y8
2+ 13

Alpha-1-acid glycoprotein 1 P02763 NWGLSVYADKPETTK DBS only 3 570.3 704.9 y13
2+ 13

3 570.3 619.8 y11
2+ 17

3 570.3 575.3 y5 25

Alpha-1-antichymotrypsin P01011 EIGELYLPK Both 2 531.3 819.5 y7 13

2 531.3 633.4 y5 13

2 531.3 520.3 y4 13

Alpha-1-anti-trypsin P01009 LSITGTYDLK Both 2 555.8 797.4 y7 17

2 555.8 696.4 y6 17

2 555.8 455.8 y8
2+ 13

Alpha-1B-glycoprotein P04217 LETPDFQLFK Both 2 619.3 498.3 y8
2+ 13

2 619.3 894.5 y7 17

2 619.3 995.5 y8 17

Alpha-2-HS-glycoprotein P02765 APHGPGLIYR Both 2 540.8 775.5 y7 25

2 540.8 505.3 y9
2+ 17

2 540.8 306.2 b3 17

Alpha-2-HS-glycoprotein P02765 HTLNQIDEVK Both 3 399.6 490.3 y4 9
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3 399.6 594.3 b5 9

3 399.6 603.4 y5 9

Alpha-2-macroglobulin P01023 LLIYAVLPTGDVIGDSAK Both 3 615.7 530.3 y11
2+ 13

2 923.0 1059.5 y11 25

2 923.0 786.5 b7 25

Angiotensinogen P01019 ALQDQLVLVAAK Both 2 634.9 542.8 y10
2+ 17

2 634.9 289.2 y3 21

2 634.9 501.4 y5 21

Antithrombin-III P01008 DDLYVSDAFHK Both 3 437.2 540.3 y9
2+ 5

3 437.2 483.7 y8
2+ 5

3 437.2 402.2 y7
2+ 9

Apolipoprotein A-I P02647 ATEHLSTLSEK Both 3 405.9 572.8 y10
2+ 9

3 405.9 522.3 y9
2+ 9

3 405.9 457.8 y8
2+ 13

Apolipoprotein A-II P02652 SPELQAEAK Both 2 486.8 443.2 y8
2+ 17

2 486.8 659.4 y6 17

2 486.8 788.4 y7 17

Apolipoprotein A-IV P06727 SLAPYAQDTQEK Both 2 675.8 540.3 y9
2+ 17

2 675.8 575.8 y10
2+ 17

2 675.8 1079.5 y9 21

Apolipoprotein B-100 P04114 FPEVDVLTK WB only 2 524.3 674.4 y6 21

2 524.3 361.3 y3 25

2 524.3 460.3 y4 21

Apolipoprotein C-I P02654 TPDVSSALDK Both 2 516.8 466.2 y9
2+ 17

2 516.8 834.4 y8 17

2 516.8 620.3 y6 17

Apolipoprotein E P02649 LGPLVEQGR Both 2 484.8 399.7 y7
2+ 13

2 484.8 588.3 y5 21

2 484.8 489.3 y4 17
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Beta-2-glycoprotein 1 P02749 ATVVYQGER Both 2 511.8 751.4 y6 17

2 511.8 425.7 y7
2+ 9

2 511.8 850.5 y7 13

Ceruloplasmin P00450 EYTDASFTNR Both 2 602.3 624.3 y5 21

2 602.3 911.4 y8 21

2 602.3 695.4 y6 17

Clusterin P10909 ELDESLQVAER Both 2 644.8 802.5 y7 21

2 644.8 602.3 y5 21

2 644.8 375.2 y3 17

Coagulation factor XIIa heavy chain P00748 VVGGLVALR Both 2 442.3 685.5 y7 13

2 442.3 458.3 y4 13

2 442.3 784.5 y8 17

Complement component C9 P02748 LSPIYNLVPVK Both 2 621.9 521.8 y9
2+ 13

2 621.9 343.3 y3 17

2 621.9 832.5 y7 21

Complement factor B P00751 EELLPAQDIK Both 2 578.3 671.4 y6 9

2 578.3 485.3 b4 9

2 578.3 784.5 y7 13

Complement factor H P08603 SPDVINGSPISQK Both 2 671.4 300.1 b3 29

2 671.4 399.2 b4 17

2 671.4 830.5 y8 17

Complement C1 inactivator P05155 LLDSLPSDTR Both 2 558.8 575.3 y5 17

2 558.8 890.4 y8 17

2 558.8 542.3 b5 9

Complement C3 P01024 TGLQEVEVK Both 2 501.8 731.4 y6 17

2 501.8 603.4 y5 17

2 501.8 422.8 y7
2+ 13

Complement C4 beta chain P0C0L5 VGDTLNLNLR Both 2 557.8 629.4 y5 17

2 557.8 742.5 y6 21



7

2 557.8 515.4 y4 21

Complement C4 gamma chain P0C0L5 ITQVLHFTK Both 3 362.9 487.3 y8
2+ 5

3 362.9 436.8 y7
2+ 5

3 362.9 645.4 y5 9

Fibrinogen alpha chain P02671 GSESGIFTNTK Both 2 570.8 610.3 y5 13

2 570.8 780.4 y7 17

2 570.8 531.2 b6 13

Fibrinogen beta chain P02675 QGFGNVATNTDGK Both 2 654.8 706.4 y7 25

2 654.8 635.3 y6 21

2 654.8 805.4 y8 25

Fibrinogen gamma chain P02679 YEASILTHDSSIR Both 3 497.9 600.3 y11
2+ 13

3 497.9 664.8 y12
2+ 13

3 497.9 564.8 y10
2+ 13

Fibrinopeptide A P02671 ADSGEGDFLAEGGGVR Both 2 768.9 645.3 y7 29

2 768.9 445.3 y5 21

2 768.9 574.3 y6 33

Fibronectin P02751 VPGTSTSATLTGLTR DBS only 2 731.4 681.9 y14
2+ 29

2 731.4 832.5 y8 37

2 731.4 547.3 y5 37

Gelsolin, isoform 1 P06396 TGAQELLR Both 2 444.3 530.4 y4 13

2 444.3 658.4 y5 13

2 444.3 729.4 y6 13

Haptoglobin P00738 VGYVSGWGR Both 2 490.8 562.3 y5 13

2 490.8 661.4 y6 17

2 490.8 320.2 b3 13

Hemopexin P02790 NFPSPVDAAFR Both 2 610.8 480.3 y9
2+ 17

2 610.8 959.5 y9 17

2 610.8 775.4 y7 25

Heparin cofactor II P05546 TLEAQLTPR WB only 2 514.8 814.5 y7 17
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2 514.8 685.4 y6 17

2 514.8 344.2 b3 13

Histidine-rich glycoprotein P04196 DGYLFQLLR Both 2 562.8 676.4 y5 17

2 562.8 789.5 y6 13

2 562.8 336.1 b3 9

Inter-alpha-trypsin inhibitor heavy chain H1 P19827 AAISGENAGLVR Both 2 579.3 902.5 y9 17

2 579.3 508.3 y10
2+ 13

2 579.3 815.5 y8 21

Kininogen-1 P01042 TVGSDTFYSFK WB only 2 626.3 1051.5 y9 13

2 626.3 544.3 y4 21

2 626.3 258.1 b3 17

Plasminogen P00747 LFLEPTR WB only 2 438.3 615.4 y5 13

2 438.3 502.3 y4 13

2 438.3 762.4 y6 13

Transferrin P02787 EDPQTFYYAVAVVK Both 2 815.4 693.4 y12
2+ 17

3 544.0 693.4 y12
2+ 5

2 815.4 912.5 y8 17

Transferrin P02787 EGYYGYTGAFR Both 2 642.3 771.4 y7 17

2 642.3 934.5 y8 17

2 642.3 551.3 y5 17

Transferrin P02787 HSTIFENLANK Both 3 425.2 332.2 y3 5

3 425.2 559.3 y5 9

3 425.2 586.3 b5 9

Transthyretin P02766 AADDTWEPFASGK Both 2 697.8 606.3 y6 29

2 697.8 474.2 b5 17

2 697.8 362.2 y4 37

Vitamin D-binding protein P02774 THLPEVFLSK Both 3 390.9 494.3 y4 5

3 390.9 578.3 b5 5

3 390.9 347.2 y3 9
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Vitronectin P04004 FEDGVLDPDYPR Both 2 711.8 647.3 y5 33

2 711.8 875.4 y7 21

2 711.8 762.4 y6 21

Zinc-alpha-2-glycoprotein P25311 EIPAWVPFDPAAQITK Both 3 595.0 544.3 y10
2+ 9

3 595.0 770.9 y14
2+ 5

3 595.0 728.5 y7 13
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Table S-3. Results of protein quantitation in matching DBS and WB samples.

Dried Blood Spot Whole Blood

Protein Peptide Precision
(%CV) LDR

Coefficient of
Determination

(R2)

Protein
Concentration

in Blood
(µg/mL)

Precision
(%CV) LDR

Coefficient of
Determination

(R2)

Protein
Concentration

in Blood
(µg/mL)

Afamin DADPDTFFAK 4.7 NQ NQ NQ 4.4 16 0.985 5.72

Albumin, serum LVNEVTEFAK 5.2 610 0.989 76151.01 6.2 610 0.994 76032.33

Alpha-1-acid glycoprotein 1 NWGLSVYADKPETTK 9.6 6 0.995 22.39 NO NO NO NO

Alpha-1-antichymotrypsin EIGELYLPK 3.7 244 0.990 209.35 4.1 244 0.985 187.68

Alpha-1-anti-trypsin LSITGTYDLK 7.5 610 0.986 1389.54 7.8 98 0.986 1428.97

Alpha-1B-glycoprotein LETPDFQLFK 8.6 244 0.978 41.94 8.7 39 0.983 39.77

Alpha-2-HS-glycoprotein APHGPGLIYR 12.3 16 0.960 187.54 13.1 NQ NQ NQ

Alpha-2-HS-glycoprotein HTLNQIDEVK 5.9 6 0.996 142.46 8.0 6 0.970 72.32

Alpha-2-macroglobulin LLIYAVLPTGDVIGDSAK 6.8 39 0.979 1871.75 10.5 6 0.965 2756.02

Angiotensinogen ALQDQLVLVAAK 3.5 98 0.978 76.15 8.5 6 0.981 60.63

Antithrombin-III DDLYVSDAFHK 7.2 6 0.988 1093.61 7.8 6 0.964 355.86

Apolipoprotein A-I ATEHLSTLSEK 3.4 244 0.973 1002.21 4.6 610 0.981 1079.45

Apolipoprotein A-II SPELQAEAK 5.8 16 0.976 200.74 6.3 98 0.992 116.82

Apolipoprotein A-IV SLAPYAQDTQEK 3.8 39 0.967 62.63 3.8 6 0.978 49.54

Apolipoprotein B-100 FPEVDVLTK NO NO NO NO 4.7 16 0.968 582.90

Apolipoprotein C-I TPDVSSALDK 4.2 6 0.996 5.85 8.0 NQ NQ NQ

Apolipoprotein E LGPLVEQGR 5.0 98 0.978 10.54 5.0 39 0.987 8.22

Beta-2-glycoprotein 1 ATVVYQGER 5.2 39 0.980 103.25 7.2 39 0.987 104.23

Ceruloplasmin EYTDASFTNR 3.5 6 0.989 174.28 6.2 6 0.984 123.70

Clusterin ELDESLQVAER 8.3 16 0.987 116.82 7.2 6 0.995 152.36

Coagulation factor XIIa heavy chain VVGGLVALR 5.3 98 0.976 21.11 4.4 39 0.965 19.04

Complement component C9 LSPIYNLVPVK 10.6 39 0.991 31.89 6.7 98 0.970 33.60

Complement factor B EELLPAQDIK 3.6 6 0.996 162.93 7.0 6 0.970 95.14
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Complement factor H SPDVINGSPISQK 6.3 16 0.992 148.96 13.5 6 0.990 123.66

Complement C1 inactivator LLDSLPSDTR 5.6 39 0.986 102.15 5.5 6 0.991 85.67

Complement C3 TGLQEVEVK 10.0 6 0.987 4414.55 9.9 6 0.965 2644.07

Complemen C4 beta chain VDGTLNLNLR 7.2 39 0.986 132.61 10.1 16 0.978 129.74

Complement C4 gamma chain ITQVLHFTK 1.3 98 0.983 69.91 3.8 244 0.980 62.97

Fibrinogen alpha chain GSESGIFTNTK 4.1 244 0.974 3046.21 6.6 39 0.984 3115.76

Fibrinogen beta chain QGFGNVATNTDGK 3.9 6 0.996 512.05 4.4 6 0.951 300.13

Fibrinogen gamma chain YEASILTHDSSIR 5.9 6 0.986 27.43 9.6 6 0.964 12.68

Fibrinopeptide A ADSGEGDFLAEGGGVR 2.7 6 0.995 24.24 5.7 6 0.976 14.74

Fibronectin VPGTSTSATLTGLTR 9.7 39 0.976 463.12 NO NO NO NO

Gelsolin, isoform 1 TGAQELLR 4.1 NQ NQ NQ 9.5 6 0.954 49.20

Haptoglobin VGYVSGWGR 6.1 16 0.951 338.53 5.1 16 0.983 323.97

Hemopexin NFPSPVDAAFR 5.6 98 0.975 445.68 5.3 98 0.992 290.12

Heparin cofactor II TLEAQLTPR NO NO NO NO 6.1 16 0.983 50.83

Histidine-rich glycoprotein DGYLFQLLR 12.0 NQ NQ NQ 7.3 NQ NQ NQ

Inter-alpha-trypsin inhibitor HC H1 AAISGENAGLVR 7.2 39 0.974 15.66 6.4 16 0.978 10.42

Kininogen-1 TVGSDTFYSFK NO NO NO NO 5.1 16 0.955 82.39

Plasminogen LFLEPTR NO NO NO NO 9.3 NQ NQ NQ

Transferrin EDPQTFYYAVAVVK 12.6 6 0.975 5060.61 13.5 NQ NQ NQ

Transferrin EGYYGYTGAFR 4.5 6 0.992 932.55 5.6 6 0.952 561.29

Transferrin HSTIFENLANK 6.3 16 0.958 384.35 7.6 6 0.938 268.48

Transthyretin AADDTWEPFASGK 10.1 39 0.974 113.67 10.8 6 0.990 123.88

Vitamin D-binding protein THLPEVFLSK 6.2 6 0.977 117.19 5.7 6 0.971 104.82

Vitronectin FEDGVLDPDYPR 7.4 16 0.972 122.99 6.1 NQ NQ NQ

Zinc-alpha-2-glycoprotein EIPAWVPFDPAAQITK 10.3 NQ NQ NQ 14.9 NQ NQ NQ

Not Observed (NO) = The peptide was not observed in the sample.
Not Quantified (NQ) = The peptide was not quantified in the sample.
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Table S-4. The stability of 38 targeted peptides in digested DBS samples stored for 5 and 10 days at various temperatures.  The abundance is

normalized to the values observed on day 1and listed as a percentage.

Protein Peptide

Day5/Day1 (%) Day10/Day1 (%)

Temperature Temperature

C 4 C 37 C C 4 C 37 C
Albumin, serum LVNEVTEFAK 97 93 95 94 101 102
Alpha-1-acid glycoprotein 1 NWGLSVYADKPETTK 99 108 135 77 109 130
Alpha-1-anti-trypsin LSITGTYDLK 93 93 93 89 90 87
Alpha-1B-glycoprotein LETPDFQLFK 85 96 92 81 95 96
Alpha-2-HS-glycoprotein APHGPGLIYR 102 108 95 86 93 90
Alpha-2-HS-glycoprotein HTLNQIDEVK 105 93 90 101 94 88
Alpha-2-macroglobulin LLIYAVLPTGDVIGDSAK 137 146 128 89 100 113
Angiotensinogen ALQDQLVLVAAK 92 102 111 86 88 92
Antithrombin-III DDLYVSDAFHK 103 109 97 84 98 108
Apolipoprotein A-II SPELQAEAK 104 93 97 90 89 93
Apolipoprotein A-I ATEHLSTLSEK 99 99 92 102 102 103
Apolipoprotein A-IV SLAPYAQDTQEK 99 90 103 94 106 90
Apolipoprotein C-I TPDVSSALDK 97 99 100 87 90 89
Apolipoprotein E LGPLVEQGR 99 88 93 91 94 100
Beta-2-glycoprotein 1 ATVVYQGER 112 91 88 101 92 94
Ceruloplasmin EYTDASFTNR 103 127 95 109 102 110
Clusterin ELDESLQVAER 81 104 101 89 83 93
Coagulation factor XIIa heavy chain VVGGLVALR 99 100 109 93 101 100
Complement component C9 LSPIYNLVPVK 93 93 102 84 77 79
Complement factor B EELLPAQDIK 103 107 101 101 108 110
Complement factor H SPDVINGSPISQK 100 98 93 99 96 98
Complement C1 inactivator LLDSLPSDTR 104 106 90 103 106 105
Complement C3 TGLQEVEVK 100 110 100 111 119 100
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Complemen C4 beta chain VGDTLNLNLR 87 108 105 77 90 96
Complement C4 gamma chain ITQVLHFTK 110 103 99 134 119 117
Fibrinogen alpha chain GSESGIFTNTK 94 94 97 98 94 92
Fibrinogen beta chain QGFGNVATNTDGK 95 103 96 96 95 95
Fibrinogen gamma chain YEASILTHDSSIR 99 84 92 89 83 87
Fibrinopeptide A ADSGEGDFLAEGGGVR 106 103 95 100 100 98
Haptoglobin VGYVSGWGR 99 94 92 96 101 98
Hemopexin NFPSPVDAAFR 104 97 97 92 103 102
Inter-alpha-trypsin inhibitor HC H1 AAISGENAGLVR 104 113 105 93 101 100
Transferrin EDPQTFYYAVAVVK 81 86 82 75 77 74
Transferrin EGYYGYTGAFR 93 87 82 101 91 83
Transferrin HSTIFENLANK 99 102 91 105 131 106
Transthyretin AADDTWEPFASGK 96 102 99 85 98 90
Vitamin D-binding protein THLPEVFLSK 89 104 86 101 119 120
Vitronectin FEDGVLDPDYPR 103 97 96 90 94 95
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