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Exhaled nitric oxide (eNO) is a biomarker that is 
suggestive of type 2 airway inflammation, with potential 
applications in respiratory allergic diseases, including 
diagnosis of asthma, patient phenotyping to ensure a 
good response to specific biologics and corticosteroids, 
and assessment of adherence  [1,2]. Although numerous 
publications analyze clinical uses of eNO, few studies 
provide data on whether measurements performed with 
different devices are valid and comparable [3]. The aim of this 
study was to compare the usability and the clinical validity, 
accuracy, reproducibility, and degree of agreement of FeNO 
measurements made with the NIOX VERO device (Circassia), 
which is the reference technique and performs very well in 
comparison with the more accurate measurements provided by 
electrochemiluminescence [4], and the evernoa eNO analyzer 
(Eversens). Both devices are based on electrochemical sensors 
and follow the recommendations of the American Thoracic 
Society/European Respiratory Society [5], although recording 
of measurements with evernoa makes the measurements 
simpler, since previous inhalation through the device is not 
necessary. A more accurate description of these devices can 
be found in the Supplementary material.  

We performed a single-center, cross-sectional study 
based on randomized measurements. The study population 
comprised 196 patients (18 to 74 years old). Most (76%) had an 
allergic asthma phenotype, 10% had a nonallergic eosinophilic 
phenotype, and only 4% had noneosinophilic asthma. The 
remaining patients (10%) had allergic rhinitis. Half of the 
asthmatics were being treated with inhaled corticosteroids. 

To investigate the greater variability in measurements at 
a higher concentration of eNO, the population was selected 
according to 2 groups and 3 classes: Group 1, Class 1, patients 
with FeNO values <20 ppb; Group 1, Class 2, patients with 
FeNO values 20-50 ppb; Group 2, Class 3, patients with 
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FeNO values >50 ppb. The average of the measurements made 
with NIOX VERO were considered the true reference value. 
All participants underwent two randomized determinations 
with each of the devices and in accordance with the 
recommendations of the American Thoracic Society/European 
Respiratory Society [5], with intervals of 1 minute between 
them. The number of attempts needed to obtain the 
measurements was recorded, as was the patient rating of the 
simplicity and general experience with both devices. The 
correlation between the measures (Pearson r) was determined, 
as was the ability of the device to classify values below or 
above the clinical cut-off point of 50 ppb (k index). We also 

estimated the degree of concordance between the devices, the 
repeatability of the devices based on the Bland-Altman test, 
and the bias at 50 ppb [6]. Finally, the concordance analysis 
was extended by means of a Deming regression, which 
considers the measurement error introduced by both devices 
estimated from a reproducibility study of the measurement 
systems [7].

The measurement range for both devices was between 5 and 
300 ppb. eNO was >50 ppb in 30% of cases and >100 ppb 
in 9%. Despite lacking previous experience, 99% of users 
successfully tested with evernoa compared with 96.6% of 
users using NIOX VERO for the first time [8]. A more detailed 
description of the usability aspects of the equipment is found 
in the Supplementary material.

The correlation between the measurements with both devices 
was excellent (Pearson r, 0.943; P<.001). The classification 
capacity of the evernoa device with respect to that of NIOX 
VERO to classify the subjects into Group 1 or 2 (greater or 
less than 50 ppb) was also very good (k, 0.7610). Concordance 
between the devices was excellent (Bland-Altman test), with 
an average difference of 2.44 ppb. This was homogeneous 
throughout the range of measurements (Figure, A). The 
reproducibility of evernoa showed concordance limits of 6.04 
and –7.53 ppb compared with 6.68 and –7.38 ppb for NIOX 
VERO, thus suggesting that the reproducibility of evernoa is 
slightly better (Figure, B and C).

A balanced Deming regression [7] was carried out 
with a value of the measurement error ratio (λ) estimated 
from 2  studies of the reproducibility of data obtained with 
the devices. The slope of the regression was 0.904 (95%CI, 
0.851-0.956) and the ordinate at the origin was 2.71 (95%CI, 
–1.182 to 5.523); the results obtained with evernoa were 
slightly lower than those of NIOX, although there was a high 
degree of concordance between the 2 devices (Supplementary 
material). The bias for the level of greatest clinical relevance 
(50 ppb) was –2.634 ppb, which is within the specifications 
of evernoa (±3 ppb) and is considered suitable for use in the 
diagnosis of asthma [9].

To conclude, our results highlight the ease of use and the 
quality of the measurements obtained with evernoa in terms of 
diagnostic accuracy, repeatability, reproducibility, validity, and 
concordance with the reference equipment, which indicates its 
suitability for the measurement of eNO.
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Figure. Analysis of agreement between measurements (Bland-Altman 
plot). Differences between measurements performed with each device 
(y axis) vs means of both measurements (x axis). A, evernoa vs NIOX 
VERO. B, Reproducibility of evernoa. C, Reproducibility of NIOX VERO. 
ULA indicates upper limit of agreement; LLA, lower limit of agreement.
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Fixed drug eruption (FDE) is a delayed drug hypersensitivity 
reaction that rarely occurs in children. It typically appears as 
erythematous, well-circumscribed, and oval isolated macules 
that occur in isolation or in small numbers and cause intense 
pruritus, burning, or pain. They are most frequently located on 
the lips, palms, soles, glans penis, and groin and usually resolve 
spontaneously after discontinuation of the culprit drug, leaving 
hyperpigmentation [1]. They characteristically reappear at the 
same site if the patient is re-exposed to the drug. The drugs 
that most frequently cause FDE are analgesics, antimalarials, 
barbiturates, and antibiotics, including amoxicillin [2,3]. 
Diagnosis of FDE is based on skin tests and drug challenge 
tests (DCTs) [4]. There are rare clinical variants that include 
nonpigmenting FDE (NPFDE), generalized FDE, and other 
atypical presentations. NPFDE is a very rare variant that is 
characterized by the absence of residual hyperpigmentation. 
Few cases have been reported in adults [2], and only 2 cases 
have been reported in children [5,6]. We report a case of 
NPFDE with skin desquamation and onycholysis induced by 
amoxicillin, as confirmed with a DCT. Since studies assessing 
cross-reactivity in delayed type reactions in ß-lactams are 
limited, we also evaluated cross-reactivity to other ß-lactams 
by performing DCTs.

The patient was a 17-year-old male with Down syndrome 
and mild atopic dermatitis who had experienced 4 episodes 
of desquamation on the posterior aspect of the thumb and 
index finger of his right hand. The episodes had occurred 
24-48 hours after finishing 7 days of oral amoxicillin 
treatment prescribed for infections such as tonsillitis. The 
first episode was at the age of 13, and the patient has since 
experienced reactions to amoxicillin once annually. In 
one of the 4 episodes, the extension of the reaction also 
produced onycholysis on his right index finger that resolved 
spontaneously after a few weeks. In all the episodes, the skin 
lesions disappeared in 6-7 days without residual lesions. 
The patient previously tolerated penicillin, amoxicillin, and 
amoxicillin/clavulanic acid on several occasions. 
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Exhaled Nitric Oxide (eNO) Measurements With the New evernoa Device 
Are Valid and Reproducible Through an Extended Range of eNO Levels 

SUPPLEMENTARY MATERIAL 

This Supplement contains additional information concerning the following aspects: 

1. Further information from the statistics obtained in the study 

2. Summary of the analytical performance and usability claims of the devices used in the 
study: Evernoa® from Eversens® and Niox Vero® from Circassia 

3. Parameters definition according to Clinical and Laboratory Standards Institute 

 

Supplement Abbreviations 

FENO. Fractional concentration of exhaled Nitric Oxide 

NO. Nitric oxide 

Ppb. Parts per billion 

ATS. American Thoracic Society 

ERS. European Respiratory Society 

R2. Squared correlation coefficient 

SD. Standard deviation 

CV. Coefficient of variation 

MEN. Mean of values obtained with evernoa 

MNX: Mean of values obtained with Niox Vero 

ICs. Inhaled corticosteroids 

 

 

Statistical analysis 

Deming regression is an appropriate method to compare the performance of two measurement 

procedures when both are subject to error. According to the specifications provided by the 

manufacturers (see section Analytical performance and usability) evernoa and Niox introduce error 

not necessarily constant, so the weighted Deming regression was selected for analyzing the 

obtained results.  
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As part of the process, the measurement error ratio(λ)was estimated from two studies of the 

reproducibility of data obtained with both devices. The results obtained are shown in the following 

figure: 

 

Figure 1. Weighted Deming Regression evernoa vs Niox Vero 

The Deming Regression gives a slope of 0.904 I.C. (0.851; 0.956) and an intercept of 2.71 I.C. (-

1,182; 5,523). Results obtained with evernoa areslightly lower than those of NIOX, although there is 

a high degree of concordance between the two devices. Additionally, as it can be seen in the fig.1 

differences of paired measurements are higher as the FENO concentration increases. This result is 

consistent with the results obtained in other studies when electrochemical based devices are used 

to measure FENO.  

According to the international guides, the level of greatest clinical relevance when accomplishing 

the measurement of FENO in adults is 50 ppb, as it is considered the cut-off point to determine the 

likelihood of the presence of airway inflammation and of the response to ICs. The bias obtained at 

this level is -2,634 ppb revealing the similarity of measures obtained with evernoa and Niox Vero. 
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Analytical performance and usability claims 

Analytical performance 
A summary of the analytical performance parameters is presented in the following table: 

 

Table 1. Analytical performance parameters stated by manufacturers 

Measuring range: 

Both devices state the same measuring range (5-300 ppb). According to the levels of FENO obtained 

in the study, evernoa and Niox Vero are suitable for the study purposes. 

Trueness 

For both devices., trueness is expressed as the upper 95% confidence limit, based on absolute mean 

of differences from certified gas concentration of NO 

The bias for FENO ≤ 50 ppb is ± 4 ppb for evernoa and ± 5 ppb for Niox Vero, while in the range 

over 50 ppb, they are ± 8% and ± 10 % respectively. 

Different guidelines have defined a cut-off point (50 ppb for adults and 35 ppb for children) as the 

decision point to assess the likelihood of airway inflammation when using FENO as a biomarker. 

Because of that, trueness has a higher impact in the diagnosis phase. 

Precision  

Precision is expressed as one standard deviation for replicate measurements with the same 

instrument, using a certified gas concentration of NO reference standard.  

The imprecision for evernoa is less than 2 ppb below 50 ppb and less or equal to 3% for FENO 

values over 50 ppb. Niox Vero exhibits an imprecision of 3ppb of measured value for values < 30 

ppb, less than 10% of measured value for values ≥30 ppb. 

For the monitoring over the time, variations of FENO over the time are considered a useful tool in 

asthma management. In this sense “minimally important decrease of the FENO value is defined as a 

difference larger than 20% for values over 50ppb or more than10ppb for values lower than 50ppb 

from one visit to the next”. Devices with higher precision would provide a more accurate 

information in the monitoring phase. 
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Linearity 

Linearity was similar in evernoa and Niox Vero obtaining a linearity of Squared correlation 

coefficient r2 ≥ 0.998. 

Lowest Detection limit 

Determined by analyzing gas concentrations around and below the detection limit., 5 ppb was the 

lowest detectable level for both devices 

Usability claims 
In the following table the most important features concerning the usability of the devices are 

included. 

 

Table 2. Usability features stated by the manufacturers 

Evernoa and Niox Vero follow the recommendations provided by the ATS and ERS for the 

measurement of FENO and thus, the exhalation time needed to successfully complete 

themanoeuvreis 10 seconds for adults and 6 seconds for children. 

The major difference is that Niox requires an inhalation through the device to reach the total lung 

capacity while with evernoa the patient inhales directly ambient air. 

Another difference is that evernoa has a lower response time (5 seconds) whilst Niox requires 

around 60 seconds to accomplish the measurement process. 

Parameters definitions 

Measuring range: A set of values of measurands for which the error of measuring instrument is 

intended to lie within specified limits. 

Accuracy: Closeness of agreement between a measured quantity value and a true quantity value of 

a measurand. 
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Figure 2. Application of accuracy terms 

Trueness: The closeness of agreement between the average valued obtained from a large series of 

test results and an accepted reference value. 

Bias: The difference between the expectation of the test results and an accepted reference value. 

Precision- Repeatability. The ability of a measuring instrument to provide closely similar 

indications for repeated applications of the same measurand under the same conditions of 

measurement. 

Imprecision: The random dispersion of a set of replicate measurements and/or values expressed 

quantitatively by a statistic, such as SD or CV. 

Linearity:The ability (within a given range) to provide results that are directly proportional to the 

concentration of the analyte in the test sample. 
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Figure 3. Example of a linear and  a nonlinear system 

Lowest detection limit:The lowest concentration of analyte that can be consistently detected 

(typically, in ≥ 95% of samples tested under routine clinical laboratory conditions and in a defined 

type of sample). 
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