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A microneedle patch coated with vaccine simplifies vaccination by using a patch-based delivery method
and targets vaccination to the skin for superior immunogenicity compared to intramuscular injection.
Previous studies of microneedles have demonstrated effective vaccination using freshly prepared
microneedles, but the issue of long-term vaccine stability has received only limited attention. Here, we
studied the long-term stability of microneedles coated with whole inactivated influenza vaccine guided
by the hypothesis that crystallization and phase separation of the microneedle coating matrix damages
influenza vaccine coated onto microneedles. In vitro studies showed that the vaccine lost stability as
measured by hemagglutination activity in proportion to the degree of coating matrix crystallization and
phase separation. Transmission electron microscopy similarly showed damaged morphology of the
inactivated virus vaccine associated with crystallization. In vivo assessment of immune response and
protective efficacy in mice further showed reduced vaccine immunogenicity after influenza vaccination
using microneedles with crystallized or phase-separated coatings. This work shows that crystallization
and phase separation of the dried coating matrix are important factors affecting long-term stability of
influenza vaccine-coated microneedles.
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1. Introduction

Vaccination provides the most economic means to prevent
influenza infection [1]. Currently, the dominant method of vaccine
delivery has been through intramuscular (IM) injection of a liquid
vaccine formulation via hypodermic needles. However, recent
studies have reported that intradermal influenza vaccination has
a dose-sparing effect and increased immunogenicity in the elderly
compared to IM vaccination [2,3]. This effect has been explained by
the abundance of antigen-presenting cells in the skin, such as the
epidermal Langerhans cells and dermal dendritic cells, which
induce a greater level of immunogenicity. Unfortunately, intra-
dermal injection requires special training and it is difficult to
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consistently control the depth of the injection [4,5]. As a result,
much work has been done to replace conventional needles with
new vaccine delivery devices that specifically target the skin [6].

Microneedle patches have received increasing attention as
a delivery system that enables simple and reliable vaccination in
the skin using a low-cost technology that may even permit self-
administration of vaccines by patients themselves [7]. Using this
approach, arrays of solid, metal microneedles measuring hundreds
of microns in length have been coated with vaccine formulations.
Upon insertion into the skin, the vaccine dissolves off the micro-
needles into the skin within minutes, after which the microneedle
patch can be removed and discarded.

Animal studies have shown that vaccination in this way with
influenza as well as other vaccines is immunogenic and often
provides dose-sparing, stronger immune responses and improved
protective efficacy against live virus challenge compared to IM
vaccination [8—13]. These studies have primarily been carried out
using freshly prepared microneedles, such that the issue of long-
term stability of the vaccine coated onto microneedles has
received only limited attention [14,15]. Similar microneedle patches
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have also been used for delivery of human parathyroid hormone in
human clinical trials [16], for which long-term stability was
demonstrated [17].

Microneedle coating formulations are typically composed of
surfactants to facilitate wetting of the microneedle surface during
the coating process, viscosity enhancers to increase coating thick-
ness, and sugars to stabilize biomolecules during drying [17—22].
The addition of non-reducing disaccharides such as trehalose has
been shown to be important to maintaining influenza vaccine
immunogenicity during the coating process [21,23]. Trehalose’s
stabilizing effect on microneedle vaccines can be accounted for by
two well-known hypotheses: the water-replacement hypothesis
and the vitrification hypothesis [24]. In short, disaccharides lower
the phase transition temperature (Ty;) of the lipid membrane and
preserve protein structures upon drying. Also, conformational
fluctuations of biomolecules are reduced when embedded in
amorphous sugar matrices. As a result, the physicochemical state of
the sugar-based dry coating is expected to play a crucial role in
stabilizing microneedle coating formulations for influenza and
other vaccines. Sugar-based vaccine powder formulations [25,26]
and vaccine-embedded sugar films on membranes [27] have
similarly been developed for non-microneedle systems.

The importance of phase behavior in solid-state pharmaceuti-
cals is well known [28,29]. For example, pharmaceuticals in an
amorphous form have been shown to have a higher dissolution rate
and bioavailability than those in a crystallized state [30,31]. The
amorphous state, however, is often unstable, leading to crystalli-
zation [32—34]. Thus, it is often important to design pharmaceu-
tical formulations to prevent crystallization when the amorphous
state is preferred.

This study seeks to examine the long-term stability of influenza
vaccine coated onto microneedles as assessed by in vitro hemag-
glutination (HA) activity and in vivo immunogenicity, as well as
determine the associated mechanisms of vaccine destabilization.
We are guided by the hypothesis that crystallization and phase
separation of the microneedle coating matrix damages influenza
vaccine coated onto microneedles.

2. Materials and methods
2.1. Preparation of virus

A/PR/8/1934 (H1NT1, abbreviated as PR8) influenza virus was grown in hen’s eggs
for 2.5 days at 37 °C, as described previously [35]. Briefly, the allantoic fluid was
harvested and cell debris was removed using low-speed centrifugation. Influenza
virus was purified through sucrose density gradient centrifugation. Formalin was
used to inactivate the purified virus at a final concentration of 1:4000 (v/v). Plaque
assays for the virus were carried out on Madin—Darby canine kidney (MDCK) cells to
confirm virus inactivation. This inactivated virus vaccine was used to perform
stability tests on metal plates and solid metal microneedles. Mouse-adapted PR8
influenza virus was used in the challenge experiments.

2.2. Coating formulation and vaccine coating on microneedles

Titanium (Ti) microneedle arrays composed of a row of five in-plane micro-
needles were fabricated by lithographic masking followed by wet etching, as
described previously [18]. Each microneedle measured 750 pm in length and 200 pm
by 50 pum in cross section at the base, and tapered to a sharp tip. The coating
formulation used in all experiments was composed of 15% w/v trehalose-dihydrate
(Sigma Aldrich, St. Louis, MO), 0.25% w/v carboxymethylcellulose sodium salt (low
viscosity, Sigma Aldrich; abbreviated as CMC), 0.5% w/v Lutrol® micro 68 (BASF, Mt.
Olive, NJ), and 1.5 mg/mL PR8 inactivated virus in sterile Dulbecco’s phosphate
buffered saline (DPBS, Mediatech, Manassas, VA).

Microneedle patches were cleaned using acetone, methanol and isopropanol
(Sigma Aldrich), followed by plasma cleaning (PDC-32G, Harrick Plasma, Ithaca, NY)
for 1 min at the maximum radio frequency level. Microneedles were coated using an
automated dip-coating device [18], and air-dried at ambient conditions (22—24 °C,
25—45% relative humidity). In some experiments, coatings were applied to Ti
sheets, which were the same sheets used to make microneedles. In this way, the Ti
sheets provided the same surface for coating, but did not provide the microneedle
geometry. Coating formulations were pipetted onto the Ti sheets.

Vaccine concentration was determined by measuring the absorbance of vaccine
samples using a bicinchoninic acid (BCA) assay kit (ThermoFisher Scientific, Wal-
tham, MA) at 560 nm on a microplate reader (iMark, Bio-Rad Laboratories, Hercules,
CA.) Protein concentrations were calculated with reference to bovine serum albumin
(BSA) standards. In the case of vaccine-coated microneedles, the concentration of
coating excipients was controlled to be the same in resuspended microneedle
samples as in BSA standard samples to avoid any interference from the coating
materials with the dose estimation using the BCA assay.

2.3. In vitro vaccine stability tests

To identify vaccine destabilizing factors in coated microneedles, time-
dependant influenza vaccine stability tests were performed on Ti microneedles
and on Ti sheets coated with inactivated PR8 virus (1 pug per sample) and stored at
ambient conditions in unsealed containers.

Morphological changes were monitored over the course of up to eight months
using an optical microscope (SZX12, Olympus America, Center Valley, PA) with a CCD
camera (RT Slider, Diagnostic Instruments, Sterling Heights, MI). The remaining
activity of the coated vaccine was assessed by measuring hemagglutination (HA)
activity, as described previously [36]. Briefly, to measure HA titers, dried vaccine-
coated samples were resuspended in 200 puL of DPBS overnight at 4 °C. A serial
dilution of the resuspended virus was then mixed with a 0.7% suspension of chicken
red blood cells (Lampire Biological Laboratories, Pipersville, PA) to read end-point
titers.

24. X-ray diffractometry

X-ray diffraction (X'pert Pro Multi Purpose Diffractometer, PANalytical, West-
borough, MA) (XRD) analysis was used to study structural changes of coated vaccine
over time. The measurements were made in the /—26 mode using a bracket sample
holder with a Cu Ko radiation (Cu Ko = 1.54059 A, Cu Ko, = 1.54442 A) at room
temperature. Data were collected between 8° and 40° 26 using a step size of 0.0084°
and an acquisition time of 5 s per step. Samples were measured at 45 kV and 40 mA.
X-ray powder diffraction patterns were analyzed using Jade 8 software (MDI
Materials Data, Livermore, CA) and shown after background correction. Diffraction
peaks were fitted to a Gaussian profile.

2.5. Electron microscopy

Transmission electron microscopy (TEM; Hitachi-2000 FX, Hitachi High Tech-
nologies America, Schaumburg, IL) was used to observe the morphology of the
coated vaccine over time. In preparation, the vaccine suspension was placed on
a3 mm formvar-amorphous carbon-coated copper grid (Ted Pella, Redding, CA) and
allowed to settle for 3 min. Excess solution was removed by blotting with filter
paper. Samples were then immediately stained with 1.5% phosphotungstic acid
(pH = 7.0, Electron Microscopy Sciences, Hatfield, PA) for approximately 30 s. Excess
staining solution was removed with filter paper and the specimens were dried in
a desiccator at room temperature before TEM observation. The TEM was operated at
100 kV.

A scanning electron microscope (SEM; LEO 1530, Carl Zeiss NTS, Peabody, MA)
operating at acceleration voltage of 15 kV was used to observe the surface
morphology of the dried vaccine coating film on the Ti sheet. A thin gold film was
deposited on the sample surface to reduce charging effects.

2.6. Thermal analysis

Differential scanning calorimetry (DSC, Q200, TA instruments, New Castle, DE)
was used to measure the glass transition temperature of the coatings. Employing the
same procedures used to make vaccine coatings on Ti sheets, DSC samples were
prepared using all excipients without vaccine. After air-drying for 24 h, the dried
coating was scraped off the Ti plate and finely ground. Experiments were run at
a scan rate of 10 °C/min using dry nitrogen as the purge gas. A 9.3 mg sample was
tested using aluminum pans (TA instruments) with temperature ranging
from —90 °C to 80 °C, and empty pans were used as a reference control. The onset
temperature of the discontinuities in the heat flow vs. temperature curve was taken
as the glass transition point.

2.7. Immunization and challenge of mice

Female inbred BALB/c mice (Harlan Laboratories, Indianapolis, IN) 6—8 weeks of
age were immunized once with influenza vaccine-coated microneedles. Groups of
mice (12 mice per group) were immunized using microneedles coated with 0.1 pg of
inactivated PR8 influenza virus vaccine delivered to the skin. Mice were anes-
thetized with ketamine (110 mg/kg, Abbott Laboratories, Abbott Park, IL)-xylaxine
(11 mg/kg, Phoenix Scientific, St. Joseph, MO) and hair was removed by Nair®
depilatory cream (Church and Dwight Company, Princeton, NJ). The skin was dried
using cotton balls and microneedles were manually inserted into the skin and left in
place for 10 min.
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There were four groups of mice: (1) placebo microneedles coated with vaccine-
free formulation (negative control), (2) microneedles coated and dried one day
before vaccination (positive control), (3) microneedles coated with PR8 vaccine in
a matrix that was crystallized (as determined by microscopic examination) after 4
months storage and (4) microneedles coated with PR8 vaccine in a matrix that was
phase-separated with large bumps (as determined by microscopic examination, see
below) after 4 months storage.

To study post-challenge survival rates and immune responses, mice were
challenged 10 weeks after immunization with a lethal dose of mouse-adapted PR8
virus (10 x LDsgp). Body weight changes of the mice were then monitored on daily
basis. Mice with body weight loss greater than 25% were euthanized following
Emory University Institutional Animal Care and Use Committee (IACUC) guidelines.
All animal studies were carried out with approval of the IACUCs at Emory University
and Georgia Institute of Technology.

2.8. Antibody responses and hemagglutination inhibition (HAI) titers

Serum samples were collected on the 2nd, 4th, and 6th weeks following
immunization. Influenza virus-specific IgG antibody titers were measured by
enzyme-linked immunosorbent assay (ELISA) plates coated with inactivated PR8
virus and by goat anti-mouse IgG-specific secondary antibodies (Horseradish
Peroxidase Conjugate, Southern Biotech, Birmingham, AL) [37]. End-point titers
were plotted as a function of time by measuring optical densities at 450 nm.

Hemagglutination inhibition (HAI) titers were determined as described previ-
ously [36]. Briefly, sera were collected from mice in the 6th week following
immunization and were incubated overnight at 37 °C with receptor-destroying
enzyme (RDE, Denka Seiken, Tokyo, Japan). Two-fold serially diluted sera were
mixed with 4 HA units of PR8 influenza virus and HAI titers were determined by
adding chicken red blood cells. HAI titers were recorded by reading the highest
serum dilution that prevented hemagglutination.

2.9. Lung viral titer and lung inflammatory cytokine assays after challenge

Lung virus titers of the mice were measured in four mice from each group on day
4 after challenge. Titers were determined by counting the number of plaques formed
on MDCK cells, as described previously [37]. Inflammatory cytokines (IL-6) were
analyzed by Ready-Set-Go cytokine Kits (eBioscience, San Diego, CA) following the
manufacturer’s protocol.

2.10. Assays of T cell response and antibody secreting cells (ASC) after challenge

To determine T cell responses by ELISPOT assay, spleen samples were collected
from four mice per group euthanized four days after challenge. Harvested spleen
cells (10° cells per well) were stimulated with PR8 hemagglutinins-specific peptides,
a mixture of two major histocompatibility complex class I (MHC-I) peptides (IYST-
VASSL and LYEKVKSQL), and a pool of five MHC-II peptides (SFERFEIFPKE,
HNTNGVTAACSH, CPKYVRSAKLRM, KLKNSYVNKKGK, and NAYVSVVTSNYNRRF)
[37]. Interleukin-4 (IL-4) and interferon-y (IFN-y) were assayed using ELISPOT
reagents (BD PharMingen, San Jose, CA). To assay antibody secreting cells (ASC),
bone marrow and spleen cells were added to 96-well culture plates (Millipore,
Billerica, MA) coated with inactivated PR8 virus in RPMI medium for 2 days. Secreted
antibody levels were determined after 6 days culture and their optical densities
were compared.

2.11. Statistics

All parameters were recorded for individuals within all groups. When multiple
conditions were compared, one-way or two-way analysis of variance (ANOVA,
a = 0.05) was performed. In some cases, median values were compared to validate
the results. A P value of less than 0.05 was considered to be significant.

3. Results

Previous studies reported that influenza vaccine coated onto
microneedles can lose HA activity during storage [14], and our
data presented below confirm this finding. In this study, we
sought to identify factors associated with vaccine destabilization,
paying special attention to changes in coating matrix phase
behavior. Indeed, microscopic examination revealed that two
characteristic morphological changes were observed increasingly
over time (Supplementary Fig. S1). One was a change in light
scattering across part or all of the coating sample that either
increased or decreased sample brightness, depending on the angle
of illumination. As discussed below, we interpret this change as
crystallization of trehalose in the coating formulation. The second

one was the appearance of much smaller patches of micron-scale
domains that appeared as small bumps in the coating surface,
which we interpret as localized phase separation that does not
involve crystallization. These two morphological changes and their
association with loss of vaccine antigenicity and immunogenicity,
are examined below.

3.1. Crystallization of influenza vaccine

Influenza vaccine coating formulation was dried onto Ti sheets
as spots measuring ~4 mm in diameter to simulate the micro-
needle coating process using a high-throughput method that did
not require making microneedles from the Ti sheets or coating with
the microneedle coating apparatus. Fig. 1a shows representative
brightfield optical micrographs of samples 15 days after coating and
storage at ambient conditions. Fig. 1a(i) shows no change in
appearance relative to a freshly-coated sample (data not shown).
The approximately circular region that dominates the image is the
vaccine coating droplet that has dried onto the dark-colored Ti
surface. In contrast, the other samples in Fig. 1a exhibit the
formation of new phases with bright contrast to increasing degrees
from Fig. 1a(ii) to Fig. 1a(v). We consistently observed the formation
of these new phases and consistently observed a high degree of
heterogeneity among samples, as discussed further below.

To better understand the nature of the observed morphological
changes, we performed structural analysis using X-ray diffraction
(XRD) on the samples shown in Fig. 1a. These data are shown in
Fig. 1b. All five of the spectra exhibit sharp peaks at 26 = 35.2° and
38.5°. These peaks are characteristic of Ti (100) and (002) reflec-
tions, respectively, and are expected signals from the underlying Ti
sheet.

Spectrum (i) of Fig. 1b shows the diffraction pattern from
a coating without apparent morphological changes (i.e., Fig. 1a(i)).
The broad peak observed at 26 = ~10—30° indicates that the
coating matrix is in an amorphous phase [38]. As the degree of
morphological change observed in Fig. 1a increases, the size of this
broad peak decreases, as shown in spectra (ii) through (v) in Fig. 1b
and in greater detail in Supplementary Fig. S2. This indicates that
the change in coating morphology is associated with a loss of the
amorphous phase.

While spectrum (i) does not have other peaks, the other
spectra in Fig. 1b have additional peaks that increase in number
and intensity with increasing visual morphological changes. In
spectrum (ii), there are small peaks observed at 20 = 12.4° and
20.3°, which correspond to the characteristic (210) and (311)
peaks, respectively, of trehalose-dihydrate crystals (P212721;
a=179A b =1221 A c=7586 A; o = 8 = v = 90°) [40]. It
should be noted that there could be a mixture of the dihydrate and
anhydrous trehalose forms due to the similarity of their peak
positions.

In spectra (iii) through (v), additional peaks associated with
trehalose appear as well [40]. The range of intensities of the crys-
talline reflections at different angular positions indicates that the
degree of crystallization is heterogeneous and the preferred
orientation of the trehalose crystallites is not reproducible.
Regardless of this variability, we conclude that the coating formu-
lation crystallizes and that trehalose-dihydrate probably comprises
the major crystalline phase of the coatings (given that the coating
composition is approximately 95% trehalose). For the purposes of
this study, the detailed structural identification of the trehalose
crystal form is not important. Therefore, if not specified, all treha-
lose crystalline phases have been designated as simply trehalose in
this article.

Finally, comparison of Fig. 1a and b indicates that the non-
reflective regions seen in the microscopy images represent
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Fig. 1. Crystallization of influenza vaccine coatings on Ti sheets. (a) Representative, brightfield optical microscopy images of coatings after storage at ambient conditions (20—23 °C,
20—45% relative humidity) for 15 days. Although all samples were stored for the same amount of time under the same conditions, different degrees of crystallization occurred, as
shown by the crystallized portions of the coatings that appear white under these imaging conditions. (b) X-ray diffraction (XRD) patterns corresponding to samples i—v in part (a).
Scan range was, 20 = 8°—40°. Peak shifts were corrected using Ti (P63/mmc; a =b = 2.950 A, c = 4.686 A; a = § = 90°, y = 120°) as a standard reference material [39]. Structural
analysis was performed by comparing observed characteristic XRD peaks with simulation results based on cell information of trehalose-dihydrate and trehalose anhydrous forms
[40,41]. XRD patterns were comparable to characteristic peaks for trehalose-dihydrate crystals.

amorphous phases and the bright reflective regions represent
trehalose crystals.

Data on crystallization of coatings were collected over a time-
course of 10 weeks. Fig. 2 shows these data collected from two
separate batches (batch 1: n = 70 replicate samples, batch 2:
n = 50) prepared at different times but both stored at the same
ambient conditions. Fig. 2a shows brightfield microscopy images of
a representative coating sample, which exhibited increased crys-
tallization over time during storage. Because illumination during
imaging was done at a different angle compared to Fig. 1a, the
crystallized regions in Fig. 2a appear black instead of white.

3.1.1. Crystallization kinetics on Ti sheet

Quantitative data from the two batches containing a total of
120 coating samples are shown in Fig. 2b. Crystallization exhibited
biphasic behavior, where a rapid initial increase in degree of
crystallization was followed by a much slower increase at later
times. In batch 1, crystallization occurred at an average rate of
4.7%|day during the first two weeks of storage, but dropped
almost 12-fold to just 0.4%/day after week 3 (linear least square
fit). Similarly, in batch 2 the average initial crystallization rate was
3.1%/day during the first two weeks and decreased to 0.6%/day
after week 3. Due to the high initial crystallization rate, the
average degree of crystallization exceeded 50% within 2—3 weeks

of storage and reached about 90% crystallization after 7 weeks
under the conditions studied.

3.1.2. Effect of crystallization on vaccine stability

We next hypothesized that the observed crystallization of the
trehalose matrix is associated with loss of influenza vaccine
stability. To test this, we prepared 50 vaccine coatings, stored them
for one week and then assessed each sample for degree of crys-
tallization and hemagglutination (HA) activity as a measure of
vaccine stability (Fig. 3). Although all coatings were stored in the
same way, there was a broad range of crystallization and a broad
range of HA activity. HA activity was calculated relative to HA titer
of uncoated inactivated PR8 virus in DPBS.

The data point with the error bar at zero crystallization and 86%
HA activity represents freshly prepared coatings before crystalli-
zation occurred. This indicates that the coating process itself caused
a 14% loss of HA activity, presumably due to the loss of water
surround the PR8 virus particles during drying. The remaining data
points without error bars represent the 50 individual coating
samples assayed one week after coating. There is a clear trend
toward decreasing HA activity with increasing degree of crystalli-
zation, which suggests a mechanistic relationship between the
crystallization process and loss of vaccine antigenicity. Approxi-
mately half of vaccine HA activity was lost after about 30%
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Fig. 2. Time-dependence of crystallization of influenza vaccine coatings on Ti sheets over 8 weeks. (a) Representative optical microscopy images and (b) time-course of
crystallization observed from two different batches (n = 70 samples for batch 1, n = 50 samples for batch 2) prepared several days apart and stored at ambient conditions. Degree of
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Fig. 3. The effect of the degree of crystallization of influenza vaccine coatings on Ti
sheets on functional HA activity. Coating samples containing vaccine comprising 1 pg
of protein were stored for 1 week at ambient conditions and collected for HA
measurement after measuring crystal size.

crystallization occurred and essentially all HA activity was lost
above about 80% crystallization.

3.1.3. Morphological changes of vaccine in crystallized coatings

Finally, transmission electron microscopy (TEM) analysis was
performed to investigate the mechanism of vaccine activity loss
due to the crystallization of the coating (Fig. 4). Uncoated inacti-
vated PR8 virus in DPBS served as a negative control and showed
the characteristic spherical shape with approximately 100 nm
diameter and a spike-shaped hemagglutinin glycoprotein present
on the surface of the lipid envelope (Fig. 4a). PR8 virus recon-
stituted from an amorphous coating looked similar to the negative
control (Fig. 4b), which is consistent with the expectation that
vaccine integrity is not significantly damaged by coating in an
amorphous matrix. In contrast, PR8 virus reconstituted from
a crystallized coating lost its spherical morphology and appeared
completely ruptured (Fig. 4c). Therefore, the HA activity loss asso-
ciated with crystallization (Fig. 3) can be explained by mechanical
perturbation of the PR8 virus particle structure during crystalliza-
tion possibly involving disruption of lipid envelope membranes and
antigenic protein denaturation.

3.2. Phase separation of influenza vaccine

In addition to crystallization, we frequently observed another
morphological change in vaccine coatings that appeared to be
evidence of phase separation that did not involve crystallization.
We saw micron-scale domains that appeared to be bumps
formed on the coating surface, which gave a rough appearance (see
Fig. 5a-D1) compared to the smooth surface of amorphous samples
(see Fig. 1a(i) and 2a-D2). While these phase-separated domains
had a range of sizes, any given batch of samples typically had
bumps of similar size. In addition, bump size tended to increase as
time went on. We categorized these domains as small bumps
(<15 um) and large bumps (>15 pm). An example of small bumps is
shown in Fig. 5a and an example of large bumps is shown in
Supplementary Fig. S3.

Fig. 5a shows a representative morphological evolution of
a phase-separated vaccine coating. These bumps are

Fig. 4. Representative TEM images of inactivated influenza PR8 virus vaccine. (a) PR8
virus (a) in DPBS at 4 °C, (b) after resuspension in DPBS from an amorphous coating
and (c) after resuspension in DPBS from a crystallized coating. The insets show
magnified virus images. Virus particles in (a) and (b) show typical intact viral struc-
tures, whereas in the virus particles in (c) appears significantly destroyed. TEM analysis
shows that crystallization induces destruction of influenza virus. Samples received
negative staining of the viral surface with 1.5% phosphotungstic acid (pH = 7.0) before
TEM imaging.

approximately circular and generally measure 5—12 pm in diam-
eter, as determined from the magnified optical micrograph (upper
right inset of Fig. 5a) and scanning electron microscopy
(Supplementary Fig. S4a). XRD analysis revealed that phase-
separated domains maintained their amorphous structure
(Supplementary Fig. S4b). Over time, phase-separated domains
remained, but a new morphology with dark contrast (Fig. 5a-D6)
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Fig. 5. Morphological evolution of phase-separated, vaccine-embedded coating on Ti plate. (a) Representative optical micrographs showing the progress of phase separation and
crystallization in samples with small bumps. Insets show magnified views. Under the imaging conditions used, crystals have dark contrast in these images. (b) Effect of bump size on
functional HA activity in phase-separated coating. Phase-separated amorphous samples with 1 pg of protein were incubated for 2 weeks and collected for HA measurement

(n = 6-10, mean =+ SD).

always eventually appeared and grew until it completely replaced
the old phase (Fig. 5a-D20). The newly formed phase with a dark
contrast was analyzed using XRD and found to be trehalose
crystals (Supplementary Fig. S4c). While some coating samples

proceeded directly from a single-phase amorphous morphology to
a crystalline state (Figs. 1 and 2), other samples first formed
amorphous phase-separated domains and then crystallized
(Fig. 5).
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Fig. 6. Crystallization on vaccine-coated microneedles. (a) Representative optical micrographs showing (i) a five-needle microneedle array at low magnification and individual
microneedles exhibiting (ii) crystallization, (iii) phase separation with small bumps and (iv) phase separation with large bumps. Microneedles measure 750 um in length and
200 pum in width. The insets in images (iii) and (iv) show small bumps (<15 pm) and large bumps (>15 pm), respectively. (b) Representative optical micrographs of vaccine-coated
microneedles showing the evolution of crystallization on the same microneedle as a function of storage time for one month. In this case, the nucleation and growth of crystals
initiated close to the needle tip. (c) Time-course of crystallization observed on vaccine-coated microneedles. Average crystallization behavior observed after coating using four
different dip-coating cycles is shown (n = 20—30 for each group, mean 4 SD). The degree of crystallization was determined as described in Fig. 2.
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3.2.1. Vaccine stability in phase-separated coatings

To determine the effect of non-crystalline phase separation on
vaccine stability, we determined the HA activity of influenza
vaccine collected from phase-separated amorphous coatings with
small bumps (<15 pm) and with large bumps (15—40 pm). Each
group was confirmed to be free of crystals via XRD analysis. As
shown in Fig. 5b, vaccine HA activity in coatings with small bumps
was unchanged, but amorphous phase separation leading to large
bumps led to a loss of more than half of vaccine HA activity. While
in this study we have not determined the driving force for phase
separation or the reason why different-sized bumps are formed,
these results indicate that phase separation resulting in large
bumps can damage vaccine. Overall, these results support our
hypothesis that phase transformations such as crystallization and
phase separation of the coating matrix damage encapsulated
influenza vaccine.

3.3. Phase transformation of influenza vaccine coatings on
microneedles

So far, all experiments were carried out using vaccine coatings
applied to Ti sheets to enable high-throughput. Because our
primary interest is coatings on microneedles, we next examined
the morphological changes seen on vaccine-coated microneedles.
While the same vaccine formulation was applied and stored under
the same conditions, coatings applied to Ti sheets contained 1 ug of
vaccine and occupied an area on the order of 1 cm? on a much
larger surface, whereas coatings applied to microneedles contained
0.005—0.02 pg of vaccine per microneedle and occupied an area of
approximately 3 x 10~> cm? per microneedle on a surface sur-
rounded by edges.

This study was carried out using microneedle arrays containing
five microneedles in a single row, as shown in Fig. 6a(i). Each
microneedle measured 700 um in length and was coated using
a dip-coating process that applied coatings only to the micro-
needles without contaminating the base structure. Dip-coating was
repeated up to 12 times in order to make thicker coatings. After
drying and storage, microneedles were observed by brightfield
microscopy to have the same morphological changes observed on
Ti sheets, including microneedle coatings with extensive

crystallization (Fig. 6a(ii)), phase separation with small bumps
(Fig. 6a(iii)) and phase separation with large bumps (Fig. 6a(iv)). As
shown in Fig. 6b, the extent of crystallization of vaccine coatings on
microneedles increased over time in a manner similar to crystalli-
zation on the Ti sheets (see Fig. 2a). It should be noted that crys-
tallization on microneedles was initiated close to microneedle tips
(Fig. 6b) and edges (Fig. S5), probably due to high surface energy.

To quantify the time-dependant crystallization progress,
vaccine-coated microneedles were prepared with different coating
thicknesses using four different dip-coating cycles and the degree
of crystallization on these microneedles was measured for 32
weeks (Fig. 6¢). As seen on the Ti sheets, coatings on microneedles
also showed biphasic crystallization kinetics with a rapid increase
in the degree of crystallization during the initial 8 weeks followed
by a slower rate of crystallization thereafter, which ultimately lead
to almost complete crystallization.

3.3.1. Crystallization kinetics on microneedles

The average crystallization rate during the first 5 weeks was
measured to be 1.4, 1.0, 0.8, and 0.6%/day for microneedles coated
with 1, 3,9, and 12 dip-coating cycles, respectively. This rate is 3—5
times slower than that seen on the Ti sheet (Fig. 2b). The observed
dependence on the number of dip-coating cycles indicates that
thinner coatings (i.e., fewer dip-coating cycles) crystallize faster
than thicker coatings. Coated microneedles were 50% crystallized
within 5—9 weeks (depending on the number of dip-coatings),
which is about 3 times slower than the crystallization rate on the
Ti plate (Two-way ANOVA P < 0.0005). This shows that, although
coatings on microneedles experience the same kinds of phase
transformation as samples on Ti sheets, the different geometry of
microneedles delays crystallization.

3.4. Influenza vaccination using microneedles

Our in vitro experiments showed that crystallization and phase
separation of the vaccine coating decreased vaccine stability as
measured by loss of HA activity. To validate these in vitro findings,
we performed in vivo experiments using mice immunized with four
different kinds of microneedles: placebo microneedles coated with
vaccine-free formulation that served as a negative control (Fig. 7a),

e 100um

Fig. 7. Representative images of the four types of coated microneedles used for in vivo mouse immunization studies. (a) Coating w/o vaccine: microneedles coated with coating
solution lacking vaccine. (b) Freshly-coated: microneedles coated and dried one day before vaccination. (c) Phase-separated: vaccine-coated microneedles showing phase separation
after 4 months of storage. (d) Crystallized: vaccine-coated microneedles showing crystallization after 4 months of storage.
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microneedles freshly-coated with PR8 vaccine that served as
a positive control (Fig. 7b), microneedles coated with PR8 vaccine in
a matrix that was crystallized after 4 months storage (Fig. 7c) and
microneedles coated with PR8 vaccine in a matrix that was phase-
separated with large bumps after 4 months storage (Fig. 7d).
Because phase transformation of microneedle coatings was
heterogeneous, individual microneedles were identified by micro-
scopic inspection as crystallized or phase-separated for use in this
study.

3.4.1. Immunogenicity of vaccine-coated microneedles

Each group of mice was vaccinated with microneedles con-
taining coated 0.1 ug of inactivated PR8 virus. Virus-specific IgG
antibody responses were measured in sera collected on the 2nd,
4th, and 6th week following immunization. As Fig. 8a shows, no

a 10°¢
K2
[ TWK4
.| EZAWKe ;
10 F
o 1
= 10°F
o E
o
10% £
10
Coating  Freshly Crystallized Phase
w/o vaccine coated separated
6 week after immunization
b 70
60 [ [
50 F
® 40
i) [
< 30}
T C
20
i % .
0 [ I—LI

Phase
separated

Freshly Crystallized
coated

Coating
w/o vaccine

Fig. 8. Antibody responses after immunization by coated microneedles. (a) Total
serum anti-PR8 IgG titers determined by ELISA and (b) influenza-specific hemagglu-
tination inhibition (HAI) titers assayed from sera of mice vaccinated by microneedles
with 0.1 pg of influenza vaccine (n = 12 mice per group, mean + SD). IgG titers were
measured in sera collected on the 2nd, 4th, and 6th weeks after vaccination and HAI
titers were measured from mice bled on the 6th week following vaccination. Groups of
mice are described in Fig. 7.

significant level of antibody response was observed in the negative
control group, as expected. The positive control group vaccinated
with freshly-coated vaccine generated strong antibody responses,
also as expected. Notably, mice vaccinated with crystallized
microneedles showed no significant increases in antibody
responses at any time point after vaccination (Two-way ANOVA,
P < 0.0005), indicating a loss of vaccine immunogenicity associated
with crystallization. Mice vaccinated with phase-separated micro-
needles appeared to have a delayed response with increasing
antibody titers over time, but the difference between the phase-
separated and negative control groups was not significantly
different (two-way ANOVA, P = 0.64), indicating a loss of immu-
nogenicity associated with phase separation with large bumps.

Hemagglutination inhibition (HAI) titers correlate with protec-
tion and are therefore often a better measure of immunogenicity
than virus-specific IgG titers. HAI titers were measured from sera
collected on the 6th week after immunization, as shown in Fig. 8b.
In agreement with the IgG titers measured in Fig. 8a, mice vacci-
nated with freshly-coated microneedles exhibited the highest HAI
titers, which were about 3—4 times higher than the crystallized and
phase-separated microneedle groups (Student’s t-test, P < 0.005),
which were not significantly different from the negative control
group (Student’s t-test, P > 0.05).

3.4.2. Post-vaccination protection against lethal viral challenge

To examine protective efficacy, mice immunized with the four
different kinds of microneedles were challenged with 10 x LDsg of
mouse-adapted PR8 virus 10 weeks after immunization. Fig. 9
shows that mice vaccinated with freshly-coated microneedles
survived challenge with only ~ 10% body weight loss. In contrast,
all of mice vaccinated with negative control, crystallized and phase-
separated microneedles rapidly lost body weight followed by death
within 7, 9 or 12 days after challenge, respectively. This shows that
crystallized and phase-separated vaccine coatings did provide
protection against lethal challenge, although survival time was
slightly longer than mice vaccinated with the placebo.

Lung viral titers were measured to assess the efficacy of vacci-
nation to clear virus from the lung four days after challenge. As
shown in Fig. 10a, the negative control group exhibited high viral
titers indicating severe infection of the lung, whereas the mice
vaccinated with freshly prepared microneedles had no detectable
viral titers, consistent with good protective efficacy. Mice vacci-
nated with crystallized and phase-separated microneedles had
detectable lung viral titers, which were higher than those in mice
vaccinated with freshly-coated vaccine and lower than those
in mice in the negative control group. This demonstrates an
inferior protective efficacy of crystallized and phase-separated
microneedles.

Finally, inflammatory cytokines (IL-6) in the lung were assayed
four days after challenge. As shown in Fig. 10b, mice in the freshly-
coated microneedle group had the lowest levels of IL-6, indicating
little inflammation in the lung. In contrast, high levels of IL-6 were
detected in the lungs of mice in both the crystallized and phase-
separated groups, which were similar to the high levels of inflam-
mation seen in the negative control group.

3.4.3. Cellular and antibody secreting cell responses

T cell responses were investigated using harvested spleen cells
from challenged mice. As shown by cytokine levels reported in
Fig. 11a, the freshly-coated microneedle group produced the high-
est levels of PR8-specific, MHC-I specific, and MHC-II specific IFN-y
secreting splenocytes, while the crystallized and phase-separated
microneedle groups exhibited much lower cytokine responses
(Two-way ANOVA, P = 0). Antibody secreting cell (ASC) responses
in both the bone marrow, where long-lived plasma cells reside, and
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Fig. 9. Protection of immunized mice against lethal virus challenge. At week 7 after
vaccination, groups of mice were intranasally challenged with 10 x LDso of mouse-
adapted PR8 virus. (a) Body weight changes and (b) survival rates were monitored
and recorded daily for 12 days (mean =+ SD).

the spleen were also examined in vitro after 6 days of culture. As
shown in Fig. 11b and c, the freshly-coated microneedle group
produced the highest levels of antibodies specific to PR8 antigens.
No significant level of antibody production was induced in the
crystallized and phase-separated microneedle groups compared to
the negative control group (Two-way ANOVA, P > 0.05). These
results indicate that crystallized and phase-separated microneedles
could not induce B cells to differentiate into APCs upon infection.

4. Discussion

We investigated the long-term stability of influenza vaccine-
coated microneedles. Consistent with the approach taken by
others as well, we used a microneedle coating formulation con-
taining sugar to increase encapsulated biomolecule stability
[15,17,21—23]. Because the sugar matrix provides structural support
for the embedded influenza vaccine, we expect that its underlying
morphology affects the stability and immunogenicity of the
vaccine. Indeed, this study showed that changes in the physical
state of the coating in the form of crystallization and phase
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Fig.10. Lung viral replication and inflammatory cytokine measurements. (a) Lung viral
titers as an indicator of protection by virus clearance from the lung. *: not detected. (b)
Lung inflammatory cytokine (interleukine-6 (IL-6)) assay as an indicator of inflam-
mation in the lung. Lungs from individual mice in each group (n = 4 each group) were
collected on day 4 after challenge and extracted in media (mean =+ SD). Lung viral titers
were determined by plaque formation assay and IL-6 levels were analyzed by IL-6
cytokine ELISA.

separation strongly influenced long-term vaccine stability both
in vitro and in vivo.

This study showed a strong correlation between loss of vaccine
stability and structural changes to the microneedle coating. Vaccine
stability was assessed by vaccine activity, as measured by HA assay;
virus particle structural integrity, as measured by TEM; and vaccine
immunogenicity, as measured by in vivo antibody and protection
studies. Structural changes into the microneedle coating were seen
as loss of the amorphous phase, as measured by structural analysis
using XRD, and phase separation, as seen through microscopy.

The results showed that HA activity of the vaccine decreased
with increasing trehalose crystallization and phase separation.
Using TEM analysis, we found that crystallized coating contained
virus particles exhibiting deformation of the spherical structure of
the viral envelope and damage to the typical antigenic glycoprotein
spikes. In contrast, no significant morphological change was
observed in the vaccine embedded in the amorphous trehalose
matrix. We therefore believe that the loss of viral HA activity can be
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Fig. 11. Cellular immune responses measured post-challenge. (a) [FN-y ELISPOT. IFN-y
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explained by denaturation of antigenic proteins and rupture of lipid
envelope due to mechanical damage caused by crystals as well as
vaccine separation from the trehalose crystal matrix during crys-
tallization [33,34,42,43].

In the case of phase separation, samples with extensive phase
separation in the form of large bumps lost approximately half of
their functional HA activity, whereas samples with lesser phase
separation in the form of small bumps had no significant activity
loss. During phase separation, regions with different composition
are formed, presumably some that are rich in trehalose and some
that have less trehalose. Compositional changes during phase
separation are associated with diffusion of matrix components,
where trehalose can diffuse much more easily than virus particles.
Because the influenza virus particles have an estimated molecular
mass of 2 x 10% Da [44], we can estimate that the diffusivity (D) of
trehalose molecule (342 Da) is more than 750 times larger than that
of the virus (Decm~1/2, m: mass [45]), which does not account for
steric hindrance effects of the matrix that would probably selec-
tively slow virus diffusion even more. Therefore, the diffusion
distance (d) of a trehalose molecule is more than an order of
magnitude greater than that of the virus (de«+/D-t, t: time). Given
this large difference between trehalose’s ability to redistribute
during phase separation and that of the virus particles, we
hypothesize that virus particles are increasingly exposed to
trehalose-deficient environments as phase separation increases
(see Supplemental Fig. S6 for a schematic diagram representing this
phase separation-induced activity loss hypothesis). Loss of up to
half, but not all, of HA activity during phase separation is consistent
with this heterogeneous mechanism. A previous study also re-
ported that significant compositional changes in the sugar matrix
due to phase separation induced protein inactivation [46].

While the interplay between phase separation and crystalliza-
tion is not fully understood, in this study we observed single-phase,
amorphous samples transitioning (i) directly to a crystalline state
after a lag time of days to weeks and (ii) to an amorphous, phase-
separated state, after a lag time of days to weeks, that later tran-
sitioned to a crystalline state, after remaining in the phase-
separated state for days to weeks before crystallization (see
Supplemental Fig. S7 for a schematic diagram summarizing these
observations).

The morphological changes seen in vaccine coatings on Ti sheets
were also observed on coated microneedles, which validate our use
of Ti sheets as a high-throughput assay for microneedle coatings.
Interestingly, vaccine coatings on microneedles showed greater
stability than those on the Ti sheets. On microneedles, crystalliza-
tion initiated near the tips and edges of the microneedles, which
can be explained by a decreased nucleation energy barrier due to
the surface free energy increase. This indicates that the surface
energy of microneedles should be considered an important design
parameter when stabilizing microneedle coatings.

To better understand the crystallization process, the isothermal
crystallization kinetics of the vaccine coatings were analyzed using
the classical Avrami equation:

Xr = 1—exp(—Kt") (1)

where X7 is defined as the fraction of the coating that has crystal-
lized, K is the crystallization rate constant, and n is the Avrami
index, which characterizes the mode of crystal nucleation and
growth [47,48]. Xr was determined by using the crystallization data
plotted in Fig. 2b (2nd batch) and 6c¢ (3 coating cycles).

from individual mice (n = 4 each group) at day 4 post-challenge. Single cell suspen-
sions were prepared and cultured on plates coated with inactivated PR8 virus as an
in vitro antigenic stimulator (mean =+ SD).
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Following common practice, K and n were determined by linear
regression of the linear portion of a double logarithmic plot using
the equation:

In[ — In(1 — X7)] = nint + InK (2)

As shown in Supplementary Fig. S8, the Avrami index for coatings
on the Ti sheet progressively decreased as incubation time
increased, initially having a value of n = 3.8, then n = 1.8 and finally
n = 0.8. In the case of microneedles, after an initial lag phase, n
dropped from 2.8 to 1 on the 25th day of incubation. The relatively
high Avrami index values at early time points suggest three-
dimensional spherical growth of crystals with nucleation as a rate-
limiting factor. The Avrami index values close to unity at later time
points suggests one- or two-dimensional growth of crystals with an
athermal nucleation process, possibly constrained in their growth
patterns by a large number of existing crystals. While detailed
mechanistic interpretation of Avrami index values is notoriously
difficult, this analysis shows that both the crystallization rate and n
decrease with time, indicating a change in the mode of crystal
growth on both the Ti sheet and microneedles. A significant lag time
was found, however, only for crystallization in the microneedle
coatings, suggesting greater stability of amorphous coatings on
microneedles. Moreover, comparing the initial Avrami index value of
2.8 for coatings on microneedles with the values of 3.8 and 1.8 on the
Ti sheets suggest possibly different crystallization mechanisms.

Additional experiments carried out in vivo showed that mice
vaccinated using microneedles with either crystallized or phase-
separated coatings induced weaker antibody responses (IgG and
HAI titers) compared to the freshly prepared microneedles. Mice
vaccinated with crystallized and phase-separated coatings also
experienced rapid body weight loss followed by death within 12 days
after challenge with 0% survival rate. On the other hand, the freshly-
coated microneedle group had a 100% survival rate. The highest
levels of the lung inflammation marker IL-6 were measured in mice
from the crystallized and phase-separated groups. Furthermore, the
low levels of PR8-specific, MHC-I specific, and MHC-II specific IFN-y
secreting splenocytes and ASC responses both in bone marrow and
spleen are further indicators of low vaccine efficacy.

The above in vitro and in vivo studies emphasize the importance
of maintaining physical stability of microneedle coatings to achieve
long-term vaccine stability. Our data show that while there can be
lag times and phase separation initially, complete crystallization
was always the final result. Differential scanning calorimetry (DSC)
analysis of a one-day-old coating showed that the glass transition
temperature (Ty) was 5 °C (Fig. S9), which is well below room
temperature at which the samples were stored. This low T, could be
an explanation for the crystallization observed in our current
coating formation. It is likely that in order to develop long-term
stable vaccine coatings, the matrix will need to have a T, above
the storage temperature to prevent crystallization, which may be
accomplished by developing new drying procedures and/or
modifying the coating formulation.

5. Conclusions

The stability of influenza vaccine coatings on microneedles has
been studied over a time period of many weeks. This work showed
that crystallization and phase separation of the vaccine coating
damages the vaccine and can render it completely non-
immunogenic, as determined through in vitro and in vivo experi-
ments. The results suggest that inhibition of the phase changes in
the vaccine coating film is needed for the development of long-
term stable vaccine-coated microneedles. Although our study has
been limited to influenza vaccine, this research is expected to

contribute to the general development of long-term stable micro-
needles coated with other vaccines and biotherapeutics too.
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Fig. S1. Representative optical microscopy images of influenza vaccine coatings on Ti sheets after (a) 1 day
and (b) 2 weeks of storage. Arrows indicate samples with a patch-like morphology with different contrast
compared to the rest of the coating. Magnified images show bumps.
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Fig. S2. Magnified XRD spectra corresponding to (a) Fig. 1b (i), (b) Fig. 1b (ii), (c) Fig. 1b (iii), (d) Fig. 1b (iv)
and (e) Fig. 1b (v). These data indicate that the amorphous halo peak intensities decreased as crystallization

increased.
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Fig. S3. Representative optical microscopy image of an amorphous sample with large bumps.
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Fig. S4. Analysis of phase-separated coatings. (a) SEM image of a representative phase-separated sample
with small bumps. (b) X-ray diffraction pattern corresponding to Fig. S4a. (c) X-ray diffraction pattern
corresponding to Fig. 5a (D20).
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Fig. S5. Representative optical micrograph showing crystal growth initiated from the edge of a microneedle.
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Fig. S6. Schematic diagram representing a possible process of phase separation of the vaccine coating that
leads to the formation of bumps.
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Fig. S8. Plot of versus to determine the Avrami index (n) for crystallization of the amorphous vaccine coating
on Ti sheets and on Ti microneedles. Analysis was performed using data from Fig. 2b (2"d batch) on Ti
sheets and from Fig. 6¢ (coating cycle: 3) on microneedles. Avrami parameters were obtained by taking the
end of the induction time as time 0 for microneedle samples (t unit: days).
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Fig. S9. Differential scanning calorimetry (DSC) analysis for a freshly dried coating on a Ti sheet.
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