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Abstract
Objective  The severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2) pandemic challenges national health systems 
and the global economy. Monitoring of infection rates and seroprevalence can guide public health measures to combat the 
pandemic. This depends on reliable tests on active and former infections. Here, we set out to develop and validate a specific 
and sensitive enzyme linked immunosorbent assay (ELISA) for detection of anti-SARS-CoV-2 antibody levels.
Methods  In our ELISA, we used SARS-CoV-2 receptor-binding domain (RBD) and a stabilized version of the spike (S) 
ectodomain as antigens. We assessed sera from patients infected with seasonal coronaviruses, SARS-CoV-2 and controls. 
We determined and monitored IgM-, IgA- and IgG-antibody responses towards these antigens. In addition, for a panel of 22 
sera, virus neutralization and ELISA parameters were measured and correlated.
Results  The RBD-based ELISA detected SARS-CoV-2-directed antibodies, did not cross-react with seasonal coronavirus 
antibodies and correlated with virus neutralization (R2 = 0.89). Seroconversion started at 5 days after symptom onset and led 
to robust antibody levels at 10 days after symptom onset. We demonstrate high specificity (99.3%; N = 1000) and sensitivity 
(92% for IgA, 96% for IgG and 98% for IgM; > 10 days after PCR-proven infection; N = 53) in serum.
Conclusions  With the described RBD-based ELISA protocol, we provide a reliable test for seroepidemiological surveys. 
Due to high specificity and strong correlation with virus neutralization, the RBD ELISA holds great potential to become a 
preferred tool to assess thresholds of protective immunity after infection and vaccination.

Keywords  SARS-CoV-2 · COVID-19 · Antibody test · ELISA · Serology · Virus neutralization · Assay validation · Spike 
protein · S protein · Receptor binding domain

Introduction

Coronaviruses (CoV) are known to cause respiratory dis-
eases in humans. The alphacoronaviruses HCoV-229E and 
HCoV-NL63 as well as the betacoronaviruses HCoV-OC43 
and HCoV-HKU1 circulate seasonally in humans and cause 
common colds [1]. In contrast, the severe acute respiratory 
syndrome-related coronavirus 1 (SARS-CoV-1), the Mid-
dle East respiratory syndrome-related coronavirus (MERS-
CoV) and SARS-CoV-2 are zoonotic betacoronaviruses and 
can cause life-threatening severe respiratory distress syn-
dromes and pandemics [2].
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The immune response to the seasonal CoVs and SARS-
CoV and MERS-CoV has been studied intensively [3, 4]. 
They are able to trigger a humoral immune response that 
correlates with disease severity [3]. Of note, mild infections 
resulted in short-lived and very low antibody titers near the 
detection limit. This loss of humoral immunity has been 
linked to the occurrence of (re-)infections with seasonal 
CoVs [3].

The current SARS-CoV-2-triggered COVID-19 pan-
demic started in December 2019 in Wuhan, Hubei prov-
ince of China and has led with August 2020 to > 18 million 
confirmed infections [5]. Diagnosis of COVID-19 relies on 
PCR testing of respiratory specimen [6]. However, to assess 
whether a patient had recovered from a previous infection 
serological analyses are required. Serological surveys for 
SARS-CoV-2 antibody responses are not only impor-
tant to monitor how much of a given population has been 
infected, but also serology will be required to assess vaccine 
responses. Finally, serology will be key to identify the qual-
ity of convalescent plasma that can be applied within clinical 
(compassionate) trials [7].

To allow for reliable serology, specific and sensitive 
assays are urgently needed. Here, we provide and validate 
a robust and simple ELISA protocol which is based on the 
SARS-CoV-2 receptor-binding domain (RBD). With this 
protocol, we performed a cross-sectional analysis of sera 
from PCR-proven COVID-19 patients. We demonstrate cor-
relation of the ELISA test results with neutralizing antibody 
levels in a neutralization assay using a clinical isolate.

Materials and methods

Patient samples

The SARS-CoV-2 ELISA was validated using pseu-
donymized samples from patients aged older than 18 years 
from the diagnostic repository of the Institute of Clinical 
Microbiology and Hygiene, University Hospital Regens-
burg, originating from summers of 2016–2019. Potential 
cross-reactivity of the ELISA protocol was analyzed using 
sera from patients with PCR-proven seasonal coronavirus 
infections and detectable antibody reactivity against sea-
sonal coronavirus antigens. Sensitivity of the protocol was 
quantified with sera from patients with PCR-proven SARS-
CoV-2 infection at different time points. This procedure was 
approved by the ethical commission of the Faculty for Medi-
cine, University of Regensburg, Regensburg, Germany (ref. 
no. 20-1854-101).

Design of recombinant proteins

S-protein sequences used for sequence analysis and gene 
synthesis are given in Table S1. Phylogenetic analysis, 
synthesis and cloning of the S protein variants used in 
this study (Fig. S1) are described in the supplementary 
materials and methods.

Protein structure analysis and visualization

Protein structures were visualized and analyzed by Pymol 
(LLC Schrodinger) using the structural data from the Pro-
tein Data Bank (https​://www.rcsb.org) repository using 
entry codes 6vsb and 6m17.

Protein production and purification

Proteins were expressed in Expi293 cells (Thermo Fisher 
Scientific) in different scales using the commercial Expi-
Fectamine™ system. Affinity purification of the proteins 
and quality controls are described in the supplementary 
materials and methods.

Line blot assay

CoV line blot assay (beta-version of recomLine Corona-
virus IgG assay) was performed as described in the manu-
facturer’s protocol. Line blots were evaluated by visual 
inspection and using recomScan software (Mikrogen Diag-
nostik, Neuried, Germany).

Enzyme‑linked immunosorbent assay

A detailed ELISA protocol is provided in the supple-
mentary materials and methods. Commercial Anti-
SARS-CoV-2-ELISA IgG (EUROIMMUN, Lübeck, Ger-
many) was performed according to the manufacturer’s 
recommendations.

Virus isolation and virus load quantification

SARS-CoV-2 isolation from respiratory specimen, deter-
mination of the viral loads using quantitative SARS-CoV-2 
real-time RT-PCR (RT-qPCR) and 50% tissue culture 
infective dose (TCID50) are described in the supplemen-
tary materials and methods.

https://www.rcsb.org
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Virus neutralization assay

Virus neutralization assay using SARS-CoV-2 from 
respiratory specimen is described in the supplementary 
materials and methods.

Data evaluation and curve fitting

Experimental data were evaluated and plotted using 
GraphPad Prism (GraphPad Prism version 8.4.2 for Win-
dows, GraphPad Software, San Diego, California USA).

Results

S-protein’s RBD has been shown to be SARS-CoV-1’s 
Achilles’ heel [8]. Due to the homology between the S-pro-
teins as well as the RBDs of SARS-CoV-1 and SARS-CoV-2 
(Fig. 1a), this may also hold true for the virus driving the 
current pandemic. This is why we decided to establish an 
ELISA protocol, which uses the SARS-CoV-2 RBD and 
stabilized ectodomain (StabS [9]) as antigens (Fig. 1b). To 
promote robust production of the two recombinant proteins, 
coding sequences were codon-optimized and the autologous 
S-protein signal peptide was replaced by a minimal version 
of the tissue plasminogen activator (tPA) signal peptide 
developed in our lab. RBD yielded 70 mg/l supernatant for 

Fig. 1   Antigens used in SARS-CoV-2 ELISA. a Phylogenetic trees 
calculated for the RBD and complete S-protein of clinically relevant 
members of the coronavirus family. Trees are calculated on the basis 
of percent identity between each pair of sequences in the respective 
alignment. b Structure of the S-protein ectodomain in complex with 
its receptor, angiotensin-converting enzyme 2 (ACE2). c Reducing 
SDS-PAGE (linear gradient of 8–16% polyacrylamide) of the purified 

RBD and StabS protein. d Size exclusion chromatography of the puri-
fied RBD and StabS protein. e ELISA titrations of SARS-CoV-1 and 
SARS-CoV-2-binding antibody CR3022 against immobilized StabS 
and RBD [OD450–630: optical density (OD) at 450  nm after back-
ground subtraction at 630 nm]. Resulting dissociation constants (KD) 
are given in the diagram
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the RBD and 14 mg/l supernatant for the StabS protein. 
Purity and homogeneity were verified by reducing SDS-
PAGE and size exclusion chromatography (Fig. 1c, d).

A number of SARS-CoV-2 serology ELISA protocols 
have been published recently [10–15]. In our protocol, the 
antigens were directly absorbed to the plate’s plastic sur-
face. To control protein integrity, we used our ELISA pro-
tocol in combination with the structure-dependent mono-
clonal anti-RBD antibody CR3022 [16–18]. High affinity 
binding as reflected by a KD of 0.27 nM for the RBD pro-
tein and 0.48 nM for StabS as well as a strong absorption 
(OD450–630 > 1 at saturation after 4 min of development time) 
in both cases demonstrated sufficient amounts of well-folded 
protein (Fig. 1e). We used CR3022 at saturation concentra-
tion to test the stability of RBD-coated plates, which had 
been coated up to 8 days earlier. No performance loss was 
detected during this period when plates were stored at room 
temperature in PBS-T (Fig. S2).

We used our ELISA to screen for anti-S and anti-RBD 
antibodies in sera from COVID-19 patients and controls. 
In a first step, we quantified anti-RBD responses and anti-S 
responses in 22 sera, which displayed differential ELISA 
signals (Fig. S3).

We found that antibody responses against StabS corre-
lated very well with antibody response to RBD as deter-
mined by correlation of OD450–630 at 1:100 dilution, area 
under the curve (AUC), effective concentration at 50% sig-
nal (EC50) and titer (Fig. S4). Moreover, comparable sig-
nal strengths in these analyses suggest that RBD is a key 
immunogenic determinant of anti-S responses (Fig. S3). 
Therefore, anti-RBD antibody levels represent a valuable 
surrogate for testing anti-S-directed antibody responses.

High-throughput titration of sera for the purpose of 
determining end point titers or calculating EC50 values—in 
particular in seroepidemiological surveillance studies on 
broader population scale—is a time- and material-consum-
ing procedure. Thus, we tested whether OD450–630 at 1:100 
dilution of sera correlate with standard serum characteristics 
such as area under the curve (AUC), effective concentration 
at 50% signal (EC50) and titer. This analysis revealed that 
1:100 dilution of sera reflects total serum antibody responses 
(Fig. S5). Therefore, we used single-point measurements for 
all further assays.

Next, we wanted to establish cutoff values for anti-RBD-
directed IgG, IgA and IgM antibody responses following the 
requirements for validation of diagnostic assays in clinical 
virology [19]. For that purpose, we measured 190 SARS-
CoV-2 naïve sera that had been collected before the current 
SARS-CoV-2 pandemic (Fig. S6). As recently proposed by 
Okba et al. [11], we used the mean of the background sig-
nals plus six standard deviations (SD) to define the cutoff 
value. Using these parameters, we determined the specificity 
of our assay by measuring 1000 independent SARS-CoV-2 

infection naïve sera. We obtained a false positive rate of 7 
out of 1000 sera, corresponding to a specificity of 99.3% 
(Fig. 2).

To further verify the specificity of our ELISA, we tested 
whether sera from patients, that suffered from infection with 
seasonal CoVs, cross-react with our assay. For that purpose, 
we retrieved in a total of 43 sera from patients that had PCR-
proven seasonal corona virus infection from our diagnos-
tic repository. In a commercial line blot assay, 34 sera out 
of 43 scored positive for seasonal CoV-specific antibodies 
(Table S2). We used these 34 sera to further validate our 
RBD ELISA. Of utmost importance, none of these seasonal 
coronavirus sera showed any cross-reactivity in our ELISA 
(Fig. 2).

To verify precision and reproducibility of our ELISA 
[19], we used a minimal panel of seasonal (N = 5), naïve 
(N = 15), weakly IgG reactive (N = 10) and strongly IgG 
reactive (N = 10) sera. For weakly IgG reactive sera, the rela-
tive standard deviation (σrel) was 3.98% for IgG, 1.72% for 
IgM and 7.15% for IgA; for strongly reactive IgG positive 
sera σrel was determined to be 0.16% for IgG, 0.22% for IgM, 
and 2.73% for IgA. Combined inter-assay and inter-operator 
variabilities for weakly IgG reactive sera was determined 
as a σrel of 10.26% and for strong IgG reactive sera σrel was 
calculated to be 4.12%.

To determine the sensitivity of our assay, we analyzed 
sera from patients suffering from COVID-19 (N = 144), 
assuming that after symptomatic SARS-CoV-2 infection 
eventually all subjects develop antibodies. We quanti-
fied the anti-RBD IgG responses, which correlated well 
(R2 = 0.8812, Spearmen’s ρ = 0.917, p value < 0.0001) with 
anti-SARS-CoV-2 responses measured using a commercial 
IgG ELISA (EUROIMMUN, Fig. S7) that has been vali-
dated recently [20]. Next, we determined the IgM, IgG and 

Fig. 2   Assay specificity of RBD ELISA. To define the specificity 
of the assay, 1000 sera isolated in the summers of 2016 and 2018 
(SARS-CoV-2 naïve control group) and 34 sera of patients with sea-
sonal corona virus infection (seasonal CoV) were measured (median 
is shown). The cutoff is set at six standard deviations above the mean 
of the reference panel (borderline ± 10% cutoff)



A highly specific and sensitive serological assay detects SARS‑CoV‑2 antibody levels in COVID‑19…

1 3

IgA levels at different time frames after the first detection 
of SARS-CoV-2 RNA by RT-qPCR in our cohort (proven 
infection; Fig. 3a–c). At > 10 days after proven infection, 
these assays displayed sensitivities of 92% for IgA, 96% for 
IgG and 98% for IgM. However, we found that the anti-
body responses were already remarkably elevated at early 
time points after proven infection and, in concordance with 
previous findings, did not display a steady increase over 
time [21]. We speculated that infection preceded virus test-
ing by several days. For 41% of the subjects (N = 59), the 
time point of symptom onset was available and we could 
calculate the average period between symptom onset and 
detection of SARS-CoV-2 RNA by RT-qPCR (5.7 days; 
Fig. S8). This suggests that the majority of patients who 
were subjected to PCR testing had already suffered from 
COVID-19 for 5.7 days. Therefore, an analysis of anti-RBD 
responses in relation to days after symptom onset should 
result in lower anti-RBD responses at early time points and 
a steady increase of antibody levels over time. Indeed, in the 
subgroup of patients where the time point of symptom onset 
was available, we detected very low antibody responses early 
after symptom onset and a steady increase in all anti-RBD 
antibody isotypes (Fig. 3d–f).

Neutralizing antibodies correlate with protection against 
several pathogens. Since we used the RBD of SARS-CoV-2, 
we expected the serum reactivity measured in our ELISA to 
correlate with virus neutralization due to sterical hindrance 
of RBD’s binding to its receptor ACE2 (Fig. 1b). In a first 
step, we isolated ten SARS-CoV-2 strains from respiratory 
specimen of COVID-19 patients. Of three different cell lines, 
kidney epithelial cells (Vero) supported virus propagation 
more efficiently than hepatocarcinoma-derived Huh-7 cells 
and lung carcinoma-derived A549 cells (Fig. 4a). For this 
reason, Vero cells were selected for neutralization experi-
ments, using a highly replicative and cytopathic SARS-
CoV-2 isolate (strain CA).

Prior to infection of Vero cells, the virus was incubated 
with serial dilutions of the 22 sera, which displayed dif-
ferential ELISA titrations (Fig. S3). After removal of the 
inoculum at 12–24 h post-infection, viral loads were deter-
mined in cell culture supernatants at 48 h post-infection 
using SARS-CoV-2 RT-qPCR. All sera which were negative 
in the ELISA (N = 6) did not inhibit virus entry and repli-
cation (Fig. 4b). In contrast, sera with borderline or posi-
tive ELISA values reduced SARS-CoV-2 viral loads by two 
(N = 2) to six log10 (N = 14). Notably, the reduction of viral 

Fig. 3   Serological testing of COVID-19 patients using RBD ELISA. 
a–c Serum reactivities of different immunoglobulin isotypes at 1:100 
dilution of 144 sera of different time points after positive SARS-
CoV-2 RT-qPCR, 1 per patient and time point (S/CO = signal/cut-
off). Sampling of sera > 10 days post-PCR positive ranges from 11 to 

29 days. Sera from patients with < 300 RNA copies/ml in respiratory 
specimen are shown as open circles, all others as closed circles. d–f 
Serum reactivities at 1:100 dilution (S/CO values) of 59 sera of dif-
ferent time points after onset of symptoms (subset of values from a–c 
with known case history), one per patient and time point
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loads showed a varying pattern, from a sudden to a more 
gradual inhibition of viral replication. Neutralization capac-
ity was more pronounced in sera with high ELISA values. 
Most importantly, neutralization titers (given as IC50 values) 
correlated strongly with anti-RBD (R2 = 0.8943, Spearmen’s 
ρ = 0.965, p value < 0.0001) and anti-StabS (R2 = 0.9057, 
Spearmen’s ρ = 0.964, p value < 0.0001) antibody levels 
(Fig. 5a, b and Fig. S9a–f).

Discussion

We established and validated a protocol for an easy-to-per-
form, robust and sensitive ELISA for detection of S-directed 
SARS-CoV-2 antibody responses in sera that correlate with 
SARS-CoV-2 virus neutralization.

As reported for a commercial assay our ELISA is highly 
specific (99.3%) as well, and sensitivity is dependent on the 
time point after infection when the serum sample is taken 
[20]. In concordance with findings of others, we detected 
robust antibody levels at approximately 2 weeks after onset 
of symptoms [22, 23]. Moreover, our data suggest that sero-
conversion for all Ig isotypes requires at least 6–10 days 
after onset of symptoms. In our cohort, IgM levels tend to 
appear first, followed by IgG conforming to earlier reports 
on SARS-CoV-2 Ig responses [21, 24–28]. Of note, we 
detected a late rise of the median IgA levels in our cohort. It 
is possible that this is an etiopathologic predictor of COVID-
19 [29]. Taken into account, that the cohort of our cross-sec-
tional study contained only symptomatic COVID-19 cases, 
seroconversion rates in oligo- or asymptomatic patients, the 
persistence of antibody levels and the role of antibodies in 
mucosal fluids warrant further investigation. Longitudinal 
epidemiological surveillance studies to address these ques-
tions are urgently needed. We provide an assay that can 
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Fig. 4   Virus isolation and neutralization assay. a Isolation of ten 
SARS-CoV-2 strains from respiratory specimen using three different 
cell lines (A549, derived from lung carcinoma; Huh7, hepatocyte-
derived carcinoma; Vero, kidney epithelial cells from African green 
monkey; nd = not done). Viral loads in cell culture supernatants were 
determined using RT-qPCR. b After titration of the cytopathic SARS-
CoV-2 strain CA, Vero cells were infected at a multiplicity of infec-
tion (MOI) of 0.05. Prior to infection, the virus was incubated with 
dilutions of 22 serum samples (fourfold serial dilutions starting at 
1:20). Of these, six (S1–S6, black), eight (S7–S14, orange), and eight 
(S15–S22, red) samples displayed negative, medium, and high SARS-
CoV-2 IgG reactivities, respectively, in the RBD-based ELISA. Two 
days post-infection, viral loads were determined in cell culture super-
natants using RT-qPCR

Fig. 5   Correlation of antibody levels with SARS-CoV-2 neutrali-
zation. Correlation of OD from IgG ELISA measurements at 1:100 
serum dilution with log IC50 values obtained from the neutralization 
experiments for a panel of 22 reference sera using RBD (a) and StabS 

(b) as an antigen. Coefficients of determination (R2), Spearmen’s ρ, p 
value, linear regression line (solid line) and 95% confidence intervals 
(dashed line) are given in the diagrams
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be easily implemented to quantify antibody responses in 
COVID-19.

The presence of RBD-directed antibodies, as determined 
by the herein described approach, correlate with SARS-
CoV-2 neutralization. These findings strongly suggest that 
anti-RBD antibodies may confer protection and that the 
RBD as well as StabS proteins used in our study can be 
applied for sorting B cells and generating neutralizing mono-
clonal antibodies. Surveillance of anti-RBD and anti-StabS 
antibody responses therefore represent, as far as we ana-
lyzed, a reliable, simple, quick and high-throughput compat-
ible alternative for any type of state of the art neutralization 
assay such as standard plaque reduction or lentiviral- and 
VSV-derived pseudotype assays. Such robust correlates will 
gain further importance once we start determining thresh-
olds for protective immunity as a result of natural infection 
and, more importantly, following vaccination.
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Fig. S1: Topology diagram of SARS-CoV-2 S protein and its synthesized variants. NTD, 

N-terminal domain of S1; CTD, C-terminal domain of S1; SD1/2, subdomain 1 and 2 of CTD; 

FP,  fusion  peptide;  HR1/2,  heptad  repeats  1  and  2;  TM,  transmembrane  domain;  CT, 

cytoplasmic tail; FD, foldon tag; TS, twinstrep tag; His6, hexahistidine tag; avi, avi tag; PP, 

stabilizing two proline substitution. Upper diagram: wildtype; middle diagram: StabS; lower 

diagram:  receptor-binding  domain  (RBD).  Triangles  symbolize  primary  and  secondary 

cleavage sites. 
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Fig.  S2:  SARS-CoV-2  RBD  ELISA plate  stability.  Plates  were  coated  over  night  and 

blocked. Wells were either stored dry or in 200 µl PBS-T at room temperature and binding of  

the  structure-dependent  CR3022 antibody was  measured  at  saturating  concentrations  at 

different time points (N=8, mean and standard deviation).
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Fig.  S3:  ELISA titrations of  22 COVID-19 patient  sera displaying differential  serum 

reactivity  against  the  RBD or  StabS. Sera  were  measured  in  two-fold  serial  dilutions 

starting at 1:50 serum dilution. Reactivity against (a) RBD and (b) StabS is depicted. 
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Fig. S4: Validation of the ELISA. Correlation of parameters from ELISA measurements of 

22 representative sera displaying different SARS-CoV-2 IgG-reactivities. (a) Optical densities 

at 1:100 serum dilution, (b) log EC50 values, (c) area under the curve, and (d) log titers. 

Coefficients of determination (R2),  linear regression line (solid line) and 95 % confidence 

intervals (dashed line) are shown in the diagrams.
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Fig. S5: Validation of the ELISA.  Correlation of the OD values from the ELISA measured 

against RBD with the corresponding log EC50 (a), area under the curve (b) and log titer values 

(c) for the 22 reference sera. Coefficients of determination (R2), linear regression line (solid 

line) and 95 % confidence intervals (dashed line) are shown in the diagrams. 
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Fig. S6: Determination of the cutoff value. For determination of a cutoff value for (a) IgG, 

(b) IgA, and (c) IgM 190 sera obtained in July and August 2017 as well as July and August 

2019 (SARS-CoV-2 naive) were measured at 1:100 dilution. Mean and standard deviation is 

shown.  Cutoff  is  set  at  the  mean  plus  six  standard  deviations.  Samples  were  labeled 

„borderline“ within ± 10% of the cutoff value. 
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Fig.  S7: IgG ELISA data from RBD ELISA and EUROIMMUN S ELISA.  Correlation of 

S/CO value obtained from measuring a panel of 15 SARS-CoV-2 naïve patient sera (circle), 

30 seasonal CoV positive sera (cross), 25 sera from 0-5 days post positive SARS-CoV-2 RT-

qPCR (square), 25 sera from 6-10 days post positive SARS-CoV-2 RT-qPCR (triangle) and 

25  sera  from  > 10 days  post  positive  SARS-CoV-2  RT-qPCR  (rhombic).  Coefficients  of 

determination (R2) Spearmen’s rho and p-value for all values is shown in the graph.

9



Fig. S8: Period between the time point of symptoms onset and diagnostic RT-qPCR. 

For 59 subject of the cohort, time point of symptoms onset and RT-qPCR data was available. 

Mean and standard deviation are shown.
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Fig. S9: Correlation of ELISA and virus neutralization data. Correlation of different ELISA 

parameters with log IC50 values obtained from the neutralization experiments for a panel of 

22 reference sera (a-c) using RBD as antigen or (d-f) using StabS as antigen. Coefficients of 

determination (R2), linear regression line (solid line) and 95% confidence intervals (dashed 

line) are shown in the diagrams. 
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Table S1: S-Protein sequences used for sequence analysis and gene synthesis.

12



raw data

FTD Respiratory pathogens 21 229E NL63 OC43 HKU1 SARS-1 SARS-2 229E NL63 OC43 HKU1 SARS-1 SARS-2

selected 
for 

validation
(yes/no)

NL63 + +++ ++ + - - 0.9 5.6 1.8 1.2 - - yes
NL63 +/- + ++ ++ - - - 0.6 1.6 1.1 - - yes
NL63 +/- + ++ ++ - - - 0.8 1.8 1.3 - - yes
NL63 +/- + ++ + - - 0.7 1.3 2.2 1.4 - - yes
NL63 +/- + ++ + - - - 1 1.9 1.3 - - yes
NL63 + +++ + + - - 1.2 5.6 1.1 0.8 - - yes
NL63 - +/- +/- +/- - - - - 0.8 0.4 - - no
NL63 +/- +/- ++ + - - 0.4 - 1.6 0.9 - - yes
NL63 +/- ++ ++ ++ - - 0.7 3.4 2.4 2.4 - - yes
NL63 & PIV3 - +/- - +/- - - - 0.5 - - - - no
NL63 & PIV3 - +/- - +/- - - - 0.4 - 0.4 - - no
NL63 & PIV3 - +/- - +/- - - - 0.5 - 0.3 - - no
229E +/- +/- +/- +/- - - - - - - - - no
229E ++ ++ + + - - 2.1 1.7 0.9 0.6 - - yes
229E +/- ++ ++ ++ - - 0.9 1.9 3.1 2.6 - - yes
229E +/- ++ ++ + - - 0.8 1.3 1.9 0.9 - - yes
229E +/- ++ +/- + - - 0.6 1.3 - 1 - - yes
229E & RSV ++ + ++ +/- - - 2.2 1.6 2 0.5 - - yes
HKU1 - +/- + +/- - - - 0.5 1.2 0.8 - - yes
HKU1 + +/- +++ + - - 1.1 0.8 3.2 1.2 - - yes
HKU1 - +/- + +/- - - - 0.4 1 0.5 - - yes
HKU1 - +/- +/- +/- - - - - 0.4 0.3 - - yes
HKU1 +/- + +/- + - - - 0.7 0.7 0.8 - - yes
HKU1 - +/- - +/- - - - 0.7 - - - - no
HKU1 - +/- +/- + - - - - 0.4 0.8 - - no
HKU1 +/- +/- + + - - - 0.7 1.2 1.2 - - yes
HKU1 & Rhinovirus C +/- + + ++ - - 0.4 0.8 1.4 1.6 - - yes
OC43 + + +++ ++ - - 0.8 1 4.2 2 - - yes
OC43 +/- + + + - - - 0.7 1.1 0.7 - - yes
OC43 +/- +/- + +/- - - - 0.5 0.8 0.7 - - yes
OC43 - - - - - - - - - - - - no
OC43 - +/- + + - - - - 0.9 0.6 - - yes
OC43 - +/- + + - - - 0.3 0.9 0.7 - - yes
OC43 +/- ++ + + - - 0.3 1.7 1.4 1.1 - - yes
OC43 +/- ++ +++ ++ - - 0.5 2.5 4.5 2.9 - - yes
OC43 - +/- ++ + - - - - 1.8 1.2 - - yes
OC43 +++ + +++ + - - 3 1.4 3.4 1.9 - - yes
OC43 +/- + ++ ++ - - 0.4 1.5 2.7 2.7 - - yes
OC43 +/- + +++ ++ - - 0.3 0.9 5.8 1.7 - - yes
OC43 +/- + +++ +++ - - - 0.6 8.2 7.5 - - yes
OC43 - +/- + +/- - - - 0.3 0.9 0.3 - - no
NL63 & OC43 - ++ + + - - - 2.1 1.4 0.8 - - yes
NL63 & HKU1 +/- +/- +/- + - - - 0.8 0.8 1.1 - - yes
SARS CoV-2 weak IgG positive + +++ + + ++ ++ 1.6 3.9 1.6 - 2.2 2.4 ---
SARS CoV-2 strong IgG positive +/- ++ +/- +/- +++ +++ - 1.8 - - 5.5 7 ---
naive - - +/- +/- - - - - - - - - ---

qualitative recomScan

Table S2: Results from line blot analysis of 43 sera from patients with PCR proven 

seasonal CoV infection. FTD Respiratory pathogens 21: PCR result. Visual inspection: +++ 

strong signal;  ++ intermediate signal;  + weak signal;  +/-  signal  below cutoff;  -  no signal. 

recomScan: signal per cutoff from automated line blot evaluation software. One naive control 

serum from summer 2019 (naive)  and two SARS-CoV-2 positive sera (weak and strong 

positive) were included in the analysis.

13



Supplementary Materials and Methods:

Design of recombinant proteins

S-protein sequences used for sequence analysis and gene synthesis are deposited in Table 

S1. Phylogenetic trees were generated by Jalview [1] and visualized by Dendroscope [2] 

using multiple sequence alignments calculated with Clustal Omega and Muscle [3].

Human codon usage-optimized sequences were synthesized by GeneArt AG (part of Thermo 

Fisher Scientific Inc.). The SARS-CoV-2 RBD was cloned into a modified pcDNA5/FRT/TO 

encoding  a  minimal  N-terminal  tPA  signal  peptide  (sequence: 

MDAMKRGLCCVLLLCGAVFVSPSAA)  and  a  C-terminal  avi-hexahistidine  tag  (sequence: 

GGSGLNDIFEAQKIEWHEGSHHHHHH). The SARS-CoV-2 StabS protein was cloned into a 

pcDNA3.1(+) vector essentially as described by Wrapp  et al.  [4]. Briefly, the SARS-CoV-2 

coding  sequence  was  fused  to  the  minimal  N-terminal  tPA signal  peptide  for  efficient 

secretion of the protein and modified by a S1/2 cleavage site knock out (RRAR at residue 

682-685 replaced by GSAS), a proline-proline substitution (KV at residue 986-987 replaced 

by PP), a truncation at position 1208 followed by a foldon-tag, a human rhinovirus type 3C 

protease site, a His8- and a twin-strep-tag (Fig. S1).

Heavy chain and light chain variable region sequences of antibody CR3022 were retrieved 

from NCBI accession numbers DQ168569 and DQ168570. The sequences were synthesized 

and fused to the human IgG1 heavy chain Fc region (GenBank accession P01857) and the 

human IgG light chain kappa constant region sequence (GenBank accession AAD29610.1), 

respectively.  Both  antibody  sequences  were  cloned  into  a  pcDNA5/FRT/TO  derivate 

providing a murine IgG1 signal peptide sequence for efficient translocation into the secretory 

pathway. 

Protein structure analysis and visualization
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Protein  structures  were  visualized  and  analyzed  by  Pymol  (LLC Schrodinger)  using  the 

structural data from the Protein Data Bank repository, particularly involving entry codes 6vsb 

and 6m17.

Protein production and purification

Plasmids encoding the SARS-CoV-2 RBD and SARS-CoV-2 StabS were transfected into 

Expi293  cells  (Thermo  Fisher  Scientific)  in  different  scales  using  the  commercial 

ExpiFectamineTM system as a transfection and expression booster reagent system with 1 µg 

DNA per ml cell culture according to the manufacturer’s recommendations. Plasmids coding 

for light chain and heavy chain of CR3022 were co-transfected with equal amounts (w/w) of 

DNA using the same method and conditions. Protein expression was carried out for 5 days. 

Supernatants were harvested by centrifuging twice for 20 min at 1000 rcf and 8 °C, filtrated 

(0.2 µm) and preserved by adding 0.05% (w/v) sodium azide. 

Spike protein variant supernatants were loaded twice onto a 5 ml immobilized metal chelate 

affinity chromatography column (HisTrap Excel , GE Healthcare) with a flow rate of 1 ml/min 

and subsequently  recirculated over  night  at  4 °C.  After  washing with 100 ml Dulbecco’s 

Phosphate Buffered Saline (PBS, Sigma) containing 10 mM imidazole (Sigma) at a flow rate 

of 1 ml/min, protein was eluted over a linear gradient of 10-500 mM imidazole in PBS using a 

FPLC device (ÄKTA, GE Healthcare). Peak fractions were collected and analyzed for the 

presence of the target protein by sodium dodecyl sulfate polyacrylamide gel electrophoresis 

(SDS-PAGE) under reducing conditions. Fractions containing the target protein were pooled 

and buffer exchanged to PBS by Sephadex G-25 desalting columns (GE Healthcare). Protein 

solutions were concentrated to approximately 1-2 mg/ml by ultrafiltration devices (Amicon 

Centrifugal Filters, Merck Millipore) with a molecular weight cutoff of 10 kDa for RBD and 30 

kDa for StabS.  

CR3022 supernatants were loaded onto a protein A column (1 ml HiTrap MabSelect SuRe, 

GE Healthcare) as described for the spike proteins. The column was washed with 50 ml PBS 

and  the antibody was  eluted by a  pH shift  in  100 mM glycine pH 3.2.  The eluate  was 
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immediately neutralized by addition of 1 M Tris/HCl pH 7.0 and buffer exchanged to PBS by 

Sephadex G-25 desalting columns (GE Healthcare). 

Polyacrylamide gel electrophoresis 

For SDS-PAGE analysis 10 µg protein was loaded onto a precast acrylamide gradient gel 

(SERVAGel TG PRiME, 8-16% polyacrylamide, Serva), run for 1 h at 200 Volts, and stained 

with Coomassie Brilliant Blue G-250 Dye (ThermoFisher). 

Analytical size exclusion chromatography

For analytical size exclusion gel electrophoresis, 25 µg protein was loaded to a Superdex 

200 Increase 10/300 GL column (GE Healthcare) operated on an HPLC system (Agilent 

1100, Agilent) in PBS at a flow rate of 0.75 ml/min. 

Enzyme-linked Immunosorbent Assay

Nunc MaxiSorp plates (Thermo Fisher Scientific) were coated with 50 µl of a 2 µg/ml dilution 

of RBD or StabS in PBS (Sigma) at 4 °C over night. Plates were blocked with 200 µl 5% fat  

free milk powder (Heirler) in PBS with 0.1% Tween 20 (Caelo) for 1 h at room temperature 

(RT).  After  washing  three times (HydroFlex  Microplate  Washer,  Tecan)  with  200  µl  PBS 

containing 0.1% Tween 20 (PBS-T), 50 µl of single (1:100) or serial dilutions (1:50, 1:100, 

1:200, 1:400, 1:800, 1:1,600, 1:3,200, 1:6,400) of serum in 1% fat free milk powder in PBS-T 

were added and the plates were incubated for 1 h at RT. Plates were washed ten times with 

200 µl PBS-T and secondary antibody horseradish peroxidase conjugate was added in 50 µl 

PBS-T. We used polyclonal rabbit anti-human IgG/HRP conjugate (Agilent, Dako) at 1:5,000 

dilution, polyclonal rabbit anti-human IgA/HRP conjugate (Agilent, Dako) at 1:4,000 dilution 

and polyclonal goat anti-human IgM/HRP conjugate (Sigma) at 1:3,000 dilution. For IgA and 

IgM measurements, IgG was absorbed before adding the serum dilution to the wells by pre-

incubation with RF-Absorbent (Virion\Serion GmbH) to avoid false positive or false negative 

results due to autoreactive IgM species or antibody competition. After 1 h incubation at RT, 

plates were washed ten times with 200 µl PBS-T. Substrate solution A (30 mM tri-potassium 
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citrate  monohydrate  [Sigma-Aldrich]  pH  4.1)  and  substrate  solution  B  (10  mM 3,3',5,5'-

tetramethylbenzidine [Roth],  80 nM hydrogen peroxide in  10% v/v  acetone and 90% v/v 

ethanol) were freshly mixed at a 20:1 (v/v) ratio. 50 µl substrate solution was added to each 

well, incubated for 4 min at RT, and stopped by adding 25 µl of 1.0 N sulfuric acid. Optical 

density was determined after 5 minutes in a plate reader by measuring at 450 nm (OD450) 

and 630 nm (OD630) (Microplate Reader Model 680, Bio-Rad) in three technical replicates. 

For evaluation, OD630 values were subtracted from OD450 values as background. 

Virus isolation

SARS-CoV-2 was isolated from respiratory specimen using the lung carcinoma-derived cell 

line A549, the hepatocarcinoma-derived cell line Huh-7, and African green monkey-derived 

kidney epithelial cells (Vero). Cells were propagated in Dulbecco’s Modified Eagle‘s Medium 

supplemented  with  10%  heat-inactivated  fetal  calf  serum  (Sigma-Aldrich),  90 U/ml 

streptomycin, 0.3 mg/ml glutamine, 200 U/ml penicillin. To prevent fungal infection, 2.5 µg/ml 

amphotericin B (PAN Biotech) was added when respiratory specimen were inoculated onto 

non-confluent  cell  layers.  At  peak of  virus replication,  viral  supernatants were harvested, 

filtered through 0.22 µm pore sizes, and stored frozen in aliquots at -80 °C.

Viral loads were determined using a quantitative SARS-CoV-2 real-time RT-PCR (RT-qPCR, 

[5]).  The 50% tissue culture infective dose (TCID50) was determined using the method of 

Reed and Munch [6].

Virus neutralization assay

Vero cells were plated in 96-well flat bottom plates at 15,000 cells/well and infected using a 

multiplicity of infection (MOI) of 0.05. Prior to infection, the virus inoculum was incubated with 

serial dilutions of serum samples (1:20, 1:80, 1:320, 1:1,280, 1:5,120, 1:20,480) for one hour 

and then added to the cells. To remove the input virus, media were exchanged 12-24 hours 

post plating and dilutions of serum samples were replenished. Two days post infection, viral 
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loads  were  determined  in  cell  culture  supernatants  using  RT-qPCR,  and  half  maximal 

inhibitory concentrations (IC50) were calculated using GraphPad Prism version 8.4.2.
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