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Background: Ves v 5 and Pol d 5, which constitute antigen 5, are recognized as the major, most potent
allergens of family Vespidae. Several studies have reported the diagnostic sensitivity of the novel re-
combinant (r)Ves v 5 and rPol d 5 allergens in routine clinical laboratory settings by analyzing a group of
Vespula and Polistes venom-allergic patients. In this study, we analyzed the sensitivity to venom specific
(s)IgE by spiking with rVes v 5 and rPol d 5 in Japanese patients suspected of Hymenoptera venom
allergy.
Methods: Subjects were 41 patients who had experienced systemic reactions to hornet and/or paper
wasp stings. Levels of serum sIgE against hornet and paper wasp venom by spiking with rVes v 5 and
rPold d 5, respectively, as improvement testing, compared with hornet and paper wasp venom, as
conventional testing, were measured by ImmunoCAP.
Results: Of the 41 patients, 33 (80.5%) were positive (�0.35 UA/ml) for hornet and/or paper wasp venom
in conventional sIgE testing. sIgE levels correlated significantly (P < 0.01) between hornet (R ¼ 0.92) or
paper wasp venom (R ¼ 0.78) in improvement testing and conventional testing. To determine specificity,
20 volunteers who had never experienced a Hymenoptera sting were all negative for sIgE against these
venoms in both improvement and conventional testing. Improved sensitivity was seen in 8 patients
negative for sIgE against both venoms in conventional testing, while improvement testing revealed sIgE
against hornet or paper wasp venom in 5 (total 38 (92.7%)) patients.
Conclusions: The measurement of sIgE following spiking of rVes v 5 and rPol d 5 by conventional testing
in Japanese subjects with sIgE against hornet and paper wasp venom, respectively, improved the
sensitivity for detecting Hymenoptera venom allergy. Improvement testing for measuring sIgE levels
against hornet and paper wasp venom has potential for serologically elucidating Hymenoptera allergy in
Japan.
Copyright © 2015, Japanese Society of Allergology. Production and hosting by Elsevier B.V. All rights reserved.
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Ves v 5 and Pol d 5 are 23-kDa proteins found in hornet (Vespula
spp.) venom and paper wasp (Polistes dominulus) venom,
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respectively, of family Vespidae. Both proteins are known as anti-
gen 5, which is recognized as the major and most potent Vespidae
allergen.1,2 Antigen 5 is not found in honey bee venom,3 but has
been found in the venom of various ant species, and great variation
in protein sequence similarity to homologous proteins of various
Vespidae species has been demonstrated.4,5 Recently, several
studies reported the diagnostic sensitivity of the novel recombinant
(r)Ves v 5 and rPol d 5 allergens in a routine clinical laboratory
setting by analyzing a group of Vespula and Polistes venom-allergic
patients.6e8 The rVes v 5 and rPol d 5 allergen components, which
are expressed in insect cells, were developed in 2010 for use in the
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ImmunoCAP solid-phase immunoglobulin (Ig)E assay (capsulated
hydrophilic carrier polymer (CAP)-fluoro-enzyme immunoassay
(FEIA); Phadia, Uppsala, Sweden). In particular, in patients sensitive
to yellow jacket venom and paper wasp venom, the diagnostic
sensitivity of the currently available rVes v 5 and rPol d 5 has been
reported to be as high as 92e96% and 87.5%, respectively.6,9e11 And
about 10e20% of tests produced false negative results for specific-
IgE (sIgE) in patients with Hymenoptera allergy.12e15 Conse-
quently, the low sensitivity makes this test unsuitable for use as a
diagnostic tool. In addition, the diagnostic sensitivity of Hyme-
noptera allergy in Japan have not been revealed.

In this study, to assess improvements in sensitivity, we analyzed
sIgE levels against hornet and paper wasp venom by spiking with
rVes v 5 and rPol d 5 in Japanese patients suspected of having
Hymenoptera venom allergy.

Methods

Participants

Subjects were 41 patients (28 men, 13 women; mean age,
62.3 ± 11.7 years; range, 39e86 years) who had experienced
systemic reactions to hornet and/or paper wasp stings, but not
honey bee stings, and who had visited Dokkyo Medical Univer-
sity between March and December 2013. Of the subjects, 14, 5, 6,
and 16 had experienced anaphylaxis of Mueller grade16 I, II, III,
and IV, respectively, in the most severe systemic reactions, but
toxic systemic reactions due to multiple Hymenoptera stings
were excluded. None of the subjects had received allergen
immunotherapy for Hymenoptera venom. Twenty volunteers (18
men, 2 women; mean age, 32.6 ± 4.5 years; range, 25e51 years)
who had never experienced a Hymenoptera sting were enrolled
as controls. All participants completed a medical examination
involving an interview with an allergist and underwent pe-
ripheral blood tests. This study was approved by the Dokkyo
Medical University Research Ethics Committee, and each
participant provided written informed consent prior to study
enrolment.

Blood testing

A 10-ml peripheral blood sample was drawn from each
participant. The intervals between the last sting and peripheral
blood collection differed among the subjects. Serumwas extracted
and stored at �80 �C until used for analysis. Levels of serum sIgE
against (1) hornet venom and paper wasp venom, as conventional
testing, (2) rVes v 5 and rPol d 5, as the allergen components, and
(3) spiking of rVes v 5 for hornet venom sensitivity and rPold d 5
for paper wasp venom sensitivity, as conventional testing, were
measured by Phadia Co. (Tokyo, Japan) to determine improved
sensitivity. Detection of sIgE by FEIA using the CAP system was
expressed in quantitative units (UA/ml) or as a conventional
spectrum of 7 semi-quantitative classes ranging from class
0 (<0.35 UA/ml) to class 6 (�100 UA/ml). In this study, sIgE-
positive results were defined as an sIgE level �0.35 UA/ml (i.e.,
�class 1).

Statistical analysis

Data are presented as themeans± SD. Single regression analysis
was used to assess the significance of the correlations among the
sIgE values. A P value <0.05 was considered significant. Statistical
analysis was performed using SPSS software version 15.0 for
Windows.
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Results

Correlations of sIgE levels between conventional testing and allergen
components, between allergen components, and between
conventional tests for hornet and paper wasp venom

In the 41 subjects, the levels of sIgE by improvement testing,
compared to those by conventional testing, significantly increased
in hornet (2.5 ± 5.3 UA/ml vs 9.2 ± 17.9 UA/ml, P< 0.01) and paper
wasp (4.3 ± 8.6 UA/ml vs 15.3 ± 25.3 UA/ml, P < 0.01). Of the 41
subjects, 33 were positive for sIgE by conventional testing for
hornet venom (3.1 ± 5.8 UA/ml; range, <0.35e25.8 UA/ml) and/or
paper wasp venom (5.4 ± 9.3 UA/ml; range, <0.35e43.6 UA/ml).
The remaining 8 subjects and 20 controls were negative for sIgE
against hornet and paper wasp venom by conventional sIgE testing.
No correlations were observed between the severity of systemic
reactions according to Mueller grade and sIgE levels in conven-
tional testing for hornet and paper wasp venom. In the 33 positive
subjects, we analyzed by conventional testing the correlations of
sIgE levels against hornet or paper wasp venomwith those of rVes v
5 or rPol d 5, respectively, between rVes v 5 and hornet venom, and
between rPol d 5 and paper wasp venom (Fig. 1). The mean levels of
sIgE against rVes v 5 and rPol d 5 were 15.1 ± 26.3 UA/ml (range,
<0.35e�100 UA/ml) and 20.8 ± 29.4 UA/ml (range,
<0.35e�100 UA/ml), respectively.

Good correlations in sIgE levels were observed between con-
ventional testing for hornet venom (R ¼ 0.84, P < 0.01) or paper
wasp venom (R ¼ 0.71, P < 0.01) and rVes v 5 or rPol d 5, respec-
tively and in the sIgE levels between rVes v 5 (R ¼ 0.74, P < 0.01) or
conventional testing for hornet venom (R ¼ 0.65, P < 0.01) and rPol
d 5 or conventional testing for paper wasp venom, respectively.
There were no significantly correlations between the severities of
systemic reactions and sIgE levels against rVes v 1 or rVes v 5. These
results indicate that antigen 5 is a potent major allergen in hornet
and paper wasp venom.

Correlations of sIgE levels between improvement testing for each
venom and allergen component and between improvement testing
for hornet and paper wasp venom

Next, in the 33 positive subjects, we analyzed by improvement
testing the correlations of sIgE levels between hornet or paper wasp
venom and rVes v 5 or rPol d 5, respectively and between hornet
and paper wasp venom. The mean sIgE levels against hornet and
paper wasp venom by improvement testing were 11.3 ± 19.4 UA/ml
(range, <0.35e85.1 UA/ml) and 18.8 ± 27.1 UA/ml (range,
0.42e�100 UA/ml), respectively. In contrast, all controls were
negative for sIgE by conventional testing to both hornet and paper
wasp venom and rVes v 5. One control was slightly positive for sIgE
against rPol d 5; however, this result was considered a non-specific
reaction of sIgE with rPol d 5. Significant correlations of sIgE levels
were observed by improvement testing between hornet (R ¼ 0.98,
P < 0.01) or paper wasp venom (R ¼ 0.98, P < 0.01) and rVes v 5 or
rPol d 5, respectively by improvement testing between hornet and
paper wasp venom (R ¼ 0.62, P < 0.01) (Fig. 2). There were no
significantly correlations between the severities of systemic re-
actions and sIgE levels by improvement testing for hornet and
paper wasp venom.

Correlations of sIgE levels in hornet and paper wasp venom between
conventional testing and improvement testing

In the 33 positive subjects, we analyzed the correlations of sIgE
levels in hornet and paper wasp venom between conventional
testing and improvement testing (Fig. 3). Significant correlations in
y to venom specific-immunoglobulin E by spiking with the allergen
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Fig 1. Correlations of specific immunoglobulin E (sIgE) levels between conventional testing and the allergen component, between each allergen component, and between con-
ventional testing of hornet and paper wasp venom in patients (n ¼ 33) with Hymenoptera allergy.

Fig 2. Correlations of sIgE levels between improvement testing of each venom and allergen component and between improvement testing of hornet and paper wasp venom in
patients (n ¼ 33) with Hymenoptera allergy.
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Fig 3. Correlations of sIgE levels in hornet and paper wasp venom between conventional testing and improvement testing. To determine agreement, correlations of the levels of sIgE
against hornet and paper wasp venom between conventional testing and improvement testing in patients (n ¼ 33) with Hymenoptera allergy were measured.
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hornet (R ¼ 0.92, P < 0.01) and paper wasp venom (R ¼ 0.78,
P < 0.01) were observed between conventional testing and
improvement testing.

Correlations of sIgE levels between allergen components and
between improvement testing of each venom in patients negative for
sIgE in conventional testing to both hornet and paper wasp venom

To assess the improved sensitivity, we measured the correla-
tions between the levels of sIgE against rVes v 5 and those against
rPol d 5 in patients (n¼ 8) negative for sIgE by conventional testing
and between the levels of sIgE against hornet venom and those
against paper wasp venom by improvement testing (Table 1). Of the
8 subjects, 4 (50%) were positive by improvement testing for sIgE
against rVes v 5 or rPol d 5, and 5 (62.5%) were positive by
improvement testing for hornet or paper wasp venom. Conven-
tional testing showed that spiking of rVes v 5 and r Pol d 5 in pa-
tients with sIgE against hornet and paper wasp venom,
respectively, improved the sensitivity of IgE detection from 80.5% to
92.7%. In 4 patients with negative sIgE against both rVes v 5 and
rPol d 5, 1 patient with sIgE against paper wasp venom exhibited
improved positive results following spiking of rPol d 5.

Discussion

The present results revealed good correlations in sIgE levels
between hornet venom and rVes v 5 and between paper wasp
Table 1
Improved sensitivity to sIgE by spiking with the allergen component in patients
negative for sIgE by conventional testing.

Subjects Hornet Paper wasp rVes v 5 rPol d 5

1 <0.35 <0.35 <0.35 <0.35
2 6.71 3.80 13.8 8.31
3 <0.35 <0.35 <0.35 <0.35
4 <0.35 0.36 <0.35 <0.35
5 <0.35 1.24 <0.35 1.25
6 <0.35 <0.35 <0.35 <0.35
7 0.83 <0.35 0.87 <0.35
8 <0.35 1.45 <0.35 1.16

The table is shown sIgE levels (UA/ml) against rVes v 5 and rPol d 5, and those
against hornet venom and paper wasp venom by improvement testing in patients
(n ¼ 8) negative for sIgE by conventional testing.
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venom and rPol d 5 in patients (n ¼ 33) sIgE-positive for Hyme-
noptera venom by conventional testing. Of the 33 patients, 31
(93.9%) were positive for sIgE against rVes v 5 and/or rPol d 5. These
results indicate that Ves v 5 and Pol d 5 are potent major antigens
for hornet and paper wasp venom, but not honey bee venom. In
addition, sIgE in response to spiking of rVes v 5 and rPol d 5 in
improvement testing correlated significantly with each compo-
nent. With regard to specificity, all controls who had never expe-
rienced Hymenoptera stings were sIgE negative to spiking of both
rVes v 5 and rPol d 5 in improvement testing. With regard to ac-
curacy, strong correlations in sIgE levels against hornet and paper
wasp venom were observed between conventional testing and
improvement testing. With respect to advances in sensitivity, of the
8 patients negative for sIgE against both hornet venom and paper
wasp venom by conventional testing, 5 (62.5%) were positive for
sIgE in response to spiking of rVes v 5 and rPol d 5 in improvement
testing.

The sensitivity and specificity of serum sIgE in Hymenoptera
venom allergy has been reported at 76e91.2% and 85e100%,
respectively.12e15 In our study, of the 41 patients who had experi-
enced systemic reactions to Hymenoptera (excluding honey bee)
stings, 33 (80.5%) were positive for sIgE against hornet or paper
wasp venom by conventional testing. As expected, the 20 controls
were all negative for sIgE against both hornet and paper wasp
venom by conventional testing. These results are similar to those of
several studies on the sensitivity and specificity of sIgE to Hyme-
noptera venom. In addition, antigen 5 is a potent major allergen in
hornet and paper wasp venom. Peter et al.6 reported a rate of sIgE
against rVes v 5 of 84.5% in 200 Vespula venom-allergic subject,
while in a study of 308 subjects, ImmunoCAP revealed rates of
sensitization (�0.35 UA/ml) of 83.4% for conventional yellow jacket
venom and 89.9% for rVes v 5.9 In particular, in patients sensitive to
yellow jacket venom, the diagnostic sensitivity of a combination of
the currently available rVes v 5 and rVes v 1 has been reported to be
as high as nearly 90%,6,9,10 which is similar to not only rVes v 5 but
also rPol d 5 in the present study. In addition, good correlations in
sIgE levels were observed between rVes v 5 and rPol d 5, possibly
due to cross reactivity between rVes v 5 and rPol d 5, which are
both the same antigen 5, despite being produced by different Hy-
menoptera species. However, the negative sIgE against rPol d 5 and
rVes v 5 in patients positive by conventional testing for sIgE against
hornet and/or paper wasp venomwas considered to be due to other
allergens, such as phospholipase and hyaluronidase. In addition,
y to venom specific-immunoglobulin E by spiking with the allergen
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our results were demonstrated the strong correlations between the
positive antibodies for hornet venom and paper wasp venom using
the conventional method. The results are suggested the experi-
ences of both hornet and paper wasp stings, and/or cross reactivity
to the same antigen 5 in case of either hornet or paper wasp stings.
Actually, it is difficult that the patients ascertain between hornet
and paper wasp stings except honey bee stings. Namely, the mea-
surement of sIgE against both paper wasp venom and hornet
venom play an importance for the diagnosis of Hymenoptera
allergy.

A recent study reported that spiking of rVes v 5 to determine
hornet venom sensitivity by conventional testing improves the
sensitivity of IgE detection in patients allergic to Vespula venom.9

We demonstrated significant correlations in sIgE levels between
hornet or paper wasp venom and each allergen component by
improvement testing. Furthermore, we confirmed significant cor-
relations in the levels of sIgE against hornet and paper wasp venom
between conventional testing and improvement testing, and the
specificity of sIgE against hornet and paper wasp venom by
improvement testing was 100% in the controls. These results indi-
cate that measurement of sIgE against hornet and paper wasp
venom by improvement testing is helpful for the diagnosis of Hy-
menoptera venom allergy.

To assess improvements in sensitivity, wemeasured the levels of
sIgE against hornet and paper wasp venom by improvement testing
in patients suspected of having Hymenoptera allergy with negative
sIgE by conventional testing. Conventional testing showed that
spiking of rVes v 5 and r Pol d 5 in patients with sIgE against hornet
and paper wasp venom, respectively, improved the sensitivity of
IgE detection from 80.5% to 92.7%, indicating that the antigen 5
concentrations that conventional testing relies on might be too low
for detecting sIgE. However, there were no significant (P ¼ 0.097)
differences in improvement of the sensitivity. The result is
concluded small number of the subjects with negative sIgE levels in
conventional testing for the statistical analysis. As the other anal-
ysis, in the 41 subjects, the levels of sIgE in improvement testing,
compared to those in conventional testing, significantly increased
in both hornet venom and paper wasp venom. The novel mea-
surement plays an important analysis method for improvement of
the sensitivity. Furthermore, interestingly in 4 patients with
negative sIgE against both rVes v 5 and rPol d 5, 1 patient with sIgE
against paper wasp venom exhibited improved positive results
following spiking of rPol d 5, indicating the importance of
measuring sIgE following spiking of the antigen in patients with
sIgE against hornet venom and paper wasp venom to include the
possible effect of other major allergens such as phospholipase and
hyaluronidase. Many people find it difficult to morphologically
distinguish a hornet from a paper wasp, but not from a honey bee.
Therefore, measurement of sIgE levels following spiking of rVes v 5
and rPol d 5 will provide a more reliable method for detecting
hornet and paper wasp venom sensitization in patients with Hy-
menoptera, but not honey bee allergy.

In conclusion, measurement of sIgE following spiking of rVes v 5
and rPol d 5 by conventional testing in Japanese subjects with sIgE
against hornet and paper wasp venom, respectively, improved the
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sensitivity for detecting Hymenoptera venom allergy. Our findings
may be useful for determining improvements in sensitization to
Hymenoptera venom immediately and a long time after Hyme-
noptera stings. Taken together, measuring sIgE against both hornet
venom and paper wasp venom by improvement testing is helpful
for serologically elucidating Hymenoptera venom allergy in Japan.
Acknowledgments

We thank Mrs. Reiko Komura, and Mrs. Hiroko Kawazu for their
skillful technical assistance.
Conflict of interest
The authors have no conflict of interest to declare.
References

1. Hoffman DR. Allergens in Hymenoptera venom XXIV: the amino acid
sequences of imported fire ant venom allergens Sol i II, Sol i III, and Sol i IV.
J Allergy Clin Immunol 1993;91(1 Pt 1):71e8.

2. King TP, Kochoumian L, Lam T. Immunochemical observations of antigen 5, a
major venom allergen of hornets, yellow jackets and wasps. Mol Immunol
1987;24:857e64.

3. Henriksen A, King TP, Mirza O, Monsalve RI, Meno K, Ipsen H, et al. Major
venom allergen of yellow jackets, Ves v 5: structural characterization of a
pathogenesis-related protein superfamily. Proteins 2001;45:438e48.

4. King TP, Guralnick M. Hymenoptera allergens. In: Allergens and Allergen
Immunotherapy. New York: Marcel Dekker; 2004.p.339e54.

5. Lee EK, Jeong KY, Lyu DP, Lee YW, Sohn JH, Lim KJ, et al. Characterization of the
major allergens of Pachycondyla chinensis in ant sting anaphylaxis patients.
Clin Exp Allergy 2009;39:602e7.

6. Koro�sec P, Valenta R, Mittermann I, Celesnik N, Silar M, Zidarn M, et al. High
sensitivity of CAP-FEIA rVes v 5 and rVes v 1 for diagnosis of Vespula venom
allergy. J Allergy Clin Immunol 2012;129:1406e8.

7. Sturm GJ, Bil�o MB, Bonadonna P, Hemmer W, Caruso B, Bokanovic D, et al. Ves
v. 5 can establish the diagnosis in patients without detectable specific IgE to
wasp venom and a possible north-south difference in Api m 1 sensitization in
Europe (reply). J Allergy Clin Immunol 2012;130:817.

8. de Graaf DC, Aerts M, Danneels E, Devreese B. Bee, wasp and ant venomics pave
the way for a component-resolved diagnosis of sting allergy. J Proteomics
2009;72:145e54.

9. Vos B, K€ohler J, Müller S, Stretz E, Ru€eff F, Jakob T. Spiking venom with rVes v 5
improves sensitivity of IgE detection in patients with allergy to Vespula venom.
J Allergy Clin Immunol 2013;131:1225e7.

10. Sturm GJ, Hemmer W, Hawranek T, Lang R, Ollert M, Spillner E, et al. Detection
of IgE to rApi m 1 and rVes v. 5 is valuable but not sufficient to distinguish bee
from wasp venom allergy (reply). J Allergy Clin Immunol 2011;128:248.

11. Shin YS, Liu JN, Hur GY, Hwang EK, Nam YH, Jin HJ, et al. Clinical features and
diagnostic value of component allergen-specific IgE in Hymenoptera venom
allergy. Allergy Asthma Immunol Res 2012;4:284e9.

12. Ebo DG, Hagendorens MM, Schuerwegh AJ, Beirens LM, Bridts CH, De Clerck LS,
et al. Flow-assisted quantification of in vitro activated basophils in the diag-
nosis of wasp venom allergy and follow-up of wasp venom immunotherapy.
Cytom B Clin Cytom 2007;72:196e203.

13. Erdmann SM, Sachs B, Kwiecien R, Moll-Slodowy S, Sauer I, Merk HF. The
basophil activation test in wasp venom allergy: sensitivity, specificity and
monitoring specific immunotherapy. Allergy 2004;59:1102e9.

14. Sainte-Laudy J, Sabbah A, Drouet M, Lauret MG, Loiry M. Diagnosis of venom
allergy by flow cytometry. Correlation with clinical history, skin tests, specific
IgE, histamine and leukotriene C4 release. Clin Exp Allergy 2000;30:1166e71.

15. Sturm GJ, Bohm E, Trummer M, Weiglhofer I, Heinemann A, Aberer W. The
CD63 basophil activation test in Hymenoptera venom allergy: a prospective
study. Allergy 2004;59:1110e7.

16. Mueller HL. Diagnosis and treatment of insect sensitivity. J Asthma Res 1966;3:
331e3.
to venom specific-immunoglobulin E by spiking with the allergen
allergy, Allergology International (2015), http://dx.doi.org/10.1016/

http://refhub.elsevier.com/S1323-8930(15)00070-2/sref1
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref1
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref1
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref1
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref2
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref2
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref2
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref2
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref3
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref3
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref3
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref3
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref4
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref4
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref4
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref5
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref5
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref5
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref5
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref6
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref6
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref6
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref6
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref6
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref7
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref7
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref7
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref7
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref7
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref8
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref8
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref8
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref8
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref9
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref9
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref9
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref9
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref9
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref9
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref10
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref10
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref10
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref11
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref11
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref11
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref11
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref12
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref12
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref12
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref12
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref12
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref13
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref13
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref13
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref13
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref14
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref14
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref14
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref14
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref15
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref15
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref15
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref15
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref16
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref16
http://refhub.elsevier.com/S1323-8930(15)00070-2/sref16

	Improved sensitivity to venom specific-immunoglobulin E by spiking with the allergen component in Japanese patients suspect ...
	Introduction
	Methods
	Participants
	Blood testing
	Statistical analysis

	Results
	Correlations of sIgE levels between conventional testing and allergen components, between allergen components, and between  ...
	Correlations of sIgE levels between improvement testing for each venom and allergen component and between improvement testi ...
	Correlations of sIgE levels in hornet and paper wasp venom between conventional testing and improvement testing
	Correlations of sIgE levels between allergen components and between improvement testing of each venom in patients negative  ...

	Discussion
	Conflict of interest

	Acknowledgments
	References


